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The objective of this work is to identify the fundamental mechanism of dropwise 
condensation on a smooth solid surface by probing the solid-vapor interface during phase-
change to evaluate the existence and structure of the thin film and the initial nucleus that 
develop during condensation. In this work, an automated Surface Plasmon Resonance 
imaging (SPRi) instrument with the ability to perform imaging in intensity modulation and 
angular modulation is developed. The SPRi instrument is used to probe (in three 
dimensions) the adsorbed film that forms on the substrate during dropwise condensation. 
SPRi with a lateral resolution of ~ 4-10 µm, thickness resolution of 0.1-1nm, and temporal 
resolution of 200-10,000 frames per second can measure water films that are monolayer to 
multilayer in thickness. The governing mechanism of dropwise condensation is 
investigated in detail for stable dropwise condensation on a smooth hydrophilic substrate. 
The study shows nucleation is the first step in dropwise condensation and no film greater 
than a monolayer exists between droplets during stable dropwise condensation. Our result 
confirms previous experimental works in support of nucleation theory as the mechanism 
of dropwise condensation.  Our observation of unstable dropwise condensation of steam 
on a smooth hydrophilic surface shows presence of a several nanometers thick water film 
between droplets during dropwise condensation. This data matches with previous 
experimental work in support of film rupture theory. In summary, our results indicate 
nucleation theory or film rupture theory may be valid for special experimental settings. 
And, neither of these two theories are a comprehensive theory than can explain the physics 






Condensation is ubiquitous in many engineering applications and advanced 
technologies. Examples include power generation [4], air conditioning [5], and thermal 
management [6, 7]. Condensation of vapor can occur in two modes: film wise and 
dropwise condensation [8]. In film-wise condensation, a layer of liquid is condensing 
on a surface. In dropwise condensation, the condensation happens in the form of distinct 
droplets. Dropwise condensation was first introduced in 1930 by Schmidt et al. [9]. It 
has been shown that the surface heat transfer coefficient is 4-20 times higher for the 
dropwise condensation mode [10]. Therefore, it has the potential to improve efficiency 
and reduce maintenance costs of heat exchanger systems. Dropwise condensation occurs 
on non-wetting surfaces or partially wetting surfaces [11]. After nine decades of research 
on dropwise condensation [9, 12-15], the design and fabrication of a surface for 
industrial application that can sustain this mode of condensation for the long term has 
not been successful [16-18]. On the engineered surface, after some time droplets join 
together and make a liquid layer. This layer decreases the efficiency of a thermal system. 
The main reason behind an unsuccessful design of a surface supporting long-term 
dropwise condensation is that scientists do not have a united understanding of the 
physics of dropwise condensation. Therefore, researchers have mostly relied on trial and 
error to develop new surfaces. On the other hand, research on dropwise condensation 
over the past century has yielded conflicting experimental results. These conflicting 
results have complicated understanding of the mechanism of dropwise condensation 
[19-23]. Several unanswered questions remain about the mechanism of dropwise 
condensation: 
• How do the initial droplets form on the substrate at the onset of condensation? 
• What are the factors affecting droplet growth immediately after nucleation?  
• Does a thin film exist between discrete droplets? 
• Does the area between droplets participate in the overall surface heat transfer? 
• What is the coalescence mechanism at nanometric length scales? 
• What are the intermolecular forces between the vapor and the substrate?  
• How does the wettability and toughness of the substrate affect dropwise 
condensation nucleation? 
• Where does nucleation occur on the substrate? 
Currently, there are two major theories on the mechanism of dropwise condensation:  
1) Film rupture theory: vapor condenses as a thin film on the surface. At a critical 
thickness, the thin film breaks up and small droplets form on the surface. 
According to this theory, a thin film (e.g., a film with a thickness of one 
monolayer to several molecule layers) covers the substrate. Film rupture theory 
was first introduced in 1937 by Jacob et al. [24] and since has been supported 





2) Nucleation theory: droplets nucleate heterogeneously on the surface. Then, the 
droplets grow and coalesce to make larger droplets. Heat transfer is dominant 
through the droplets (defined as the active area) and the area between the droplets 
is considered inactive. The nucleation theory was first introduced by Tammann 
and Boehme in 1935 [26]. Umur and Griffith [23] showed theoretically there is 
no film thicker than a monolayer in the inactive area during dropwise 
condensation. The nucleation theory has been supported experimentally by 
researchers in the past nine decades. The majority of researchers support 
nucleation theory as the governing mechanism of dropwise condensation. 
Numerical models that have been developed to predict dropwise condensation 
are based on nucleation physics [27]. 
As Figure 1.1 shows the inability to accurately define the dropwise condensation 
mechanism is due to the fact that dropwise condensation occurs at various lengths (from 
an atomistic order at the early stages of drop formation to mesoscale where body forces 
are important) and at multiple timescales (from bridge formation between two droplets 
during coalescence that happens in a microsecond to a quasi-steady state of droplet 
growth that occurs over several seconds). Therefore, a visualization technique that can 
shed light on the dropwise condensation mechanism needs to have high spatial and 
temporal resolutions. Also, the technique should be easy to implement in ambient 
conditions. Optical microscopy [28, 29] and environmental scanning electron 
microscopy (ESEM) [30-33] are two of the observation techniques that have been 
reported in the literature for dropwise condensation visualization. 
High-speed optical microscopy techniques [28, 29] have a high temporal resolution. 
Cha, et al. [34] used top-view mode optical microscopy to observe the jumping of a 
droplet (of a size of hundreds of nanometers) during coalescence at 1,000 frames per 
second (FPS). The lateral resolution of optical microscopy techniques is limited by the 
diffraction limit. Another drawback of high-speed optical microscopy is its limited 
ability to measure film thickness. Optical microscopy techniques, such as fringe equal 
chromatic order interferometry [35], ultrathin film interferometry [36], and Surface 
Plasmon Resonance imaging (SPRi) [37, 38] can measure film thicknesses less than 1 
μm. Kim et al. [37] used SPRi to provide a 3D map of a thin film with a thickness of 
less than 400 nm. Still, an optical microscopy technique that can measure sub-nanometer 
liquid film thicknesses at high-speed (>1,000 FPS) is not available. 
In recent years, ESEM has been used to study a variety of complex interfacial 
phenomena, such as frost formation [39] and dropwise condensation [40]. ESEM can 
provide dynamic information at a length smaller than a micrometer. It is a perfect tool 
to investigate drop nucleation sites. Recently, phase reconstruction was proposed to 
enhance the spatial and temporal resolution of ESEM during dropwise condensation 
experiments [40]. Currently, ESEM cannot be employed to study the early stages of 
coalescence because the temporal resolution of this technique is low [15]. Moreover, 







Figure 1.1 Dropwise condensation occurs at various length scales (intermolecular forces, 
adsorbed film, and body force dominant phenomena) and at various time scales (thin-film 
instabilities, bridge formation of coalescence, quasi-steady state droplet growth, and 
relaxation stage of coalescence) 
Prior to this work, no microscopic techniques exist with the ability to observe dropwise 
condensation phenomena at high-speed (more than 200 frames per second) at a sub-
nanometer thickness resolution. In this work, automated SPRi is introduced as a tool to 
study the mechanism of dropwise condensation. SPRi is a label-free imaging technique 
working based on attenuated total internal reflection. SPRi can detect changes in the 
Refractive Index (RI) of the test medium in the thin region (<300 nm) above the sensing 
gold layer. The automated, angle-scanning SPRi instrument was developed by 
integrating linear and rotating motorized stages. This instrument improves conventional 
SPRi by enhancing the resolution of angle probing, increasing the speed of angle 
scanning, and minimizing the angle-dependent image artifacts. The objective of this 
work is to identify the fundamental mechanism of dropwise condensation on smooth 
hydrophilic surfaces by atomistically probing the solid-vapor interface during phase-




develop during condensation. Using experimental and analytical approaches, this study 
seeks to answer how the first droplets form on the surface during dropwise condensation. 
Moreover, we study the area between droplets to answer whether a thin film exists 
between droplets. This works primarily discusses the mechanism of stable dropwise 
condensation occurring at a low droplet growth rate of 1 µm/s in diameter. Additionally, 
the work details our observation of unstable dropwise condensation and its effect on the 
formation of thin-film between droplets.  
Chapter 2 contains material previously published in the Journal of Flow visualization 
and Image Processing by Bayani et al. [2]. It focuses on employing the SPRi as an 
inexpensive label-free technique to visualize high-frequency feature interfacial 
phenomena like three stages of coalescence during dropwise condensation. The chapter 
demonstrates the corresponding image processing method to detect materials on the 
solid surface. Moreover, it discusses the two techniques shortening the illumination path 
and broadening a bandpass filter to increase the temporal resolution of SPRi up to 10,000 
FPS.  
Chapter 3 contains materials previously published in Experiment in Fluids by Ahangar 
et al. [1]. It focuses on the fabrication and testing of a novel automated angle-scanning 
surface plasmon resonance imaging (SPRi) instrument. The combination of two 
stationary mirrors and two angle-controlled mirrors provides high accuracy and high-
speed angular probing. This instrument minimizes the angle-dependent image artifact 
that arises due to beam walk, which is the biggest challenge for the use of SPRi with 
angular modulation (AM). In the work described in this chapter, two linear stages were 
employed to minimize the image artifact by adjusting the location of the angle-
controlled mirrors and the camera. The effect of the environment’s temperature on 
reflectance during SPRi with intensity modulation (IM) is discussed. This chapter 
discusses the concept of pixel neighboring to assess the probability of noise and the 
standard error of thin film measurement. The chapter provides experimental support for 
the first time on the existent of a molecularly adsorbed water layer that exists between 
droplets during dropwise condensation.  
Chapter 4 contains material previously published in Applied Sciences by Ahangar et al. 
[3]. It focuses on the effect of adsorbed volatile organic compounds (VOCs) on the 
ultrathin film measurement using SPRi. Further, the chapter presents the proper surface 
treatment process that enables the measurement of an ultrathin water layer during high-
speed (3,000 FPS) imaging of dropwise condensation. Two methods (1) standard 
cleaning procedure (SCP) using acetone, isopropyl alcohol, and DI water and (2) SCP 
followed by air plasma cleaning. It discusses the effect of the cleaning procedures on 
surface roughness, contact angle, and surface chemistry using Atomic Force 
Microscopy, optical microscopy, and X-ray photoelectron spectroscope meter. The 
chapter provides a quantitative analysis on the effect of adsorbed VOCs during dropwise 
condensation experiments. Specifically, it discusses the composition of a monolayer 
water film that measured between droplets during dropwise condensation, i.e., how 




The result of chapter 4 confirms a monolayer water film observation during the dropwise 
condensation, which has been reported in chapter 3. 
Chapter 5 contains material that is planned for submission in a peer-reviewed journal. 
The chapter focuses on stable dropwise condensation and unstable dropwise 
condensation. The chapter provides detail on the formation of initial droplets at the onset 
of stable dropwise condensation. Specifically, the result suggests no film larger than a 
monolayer exists on the surface. The chapter contains our observation of multilayer thin 
water film between droplets during unstable dropwise condensation. The chapter 
suggests the effect of thin film on the degradation of heat transfer rate can be studied 




2 Surface Plasmon Resonance Imaging of Drop 
Coalescence at High-temporal Resolution 
The dynamic process at the solid-liquid interface is of vital importance in various 
phenomena ranging from thin-film instabilities [41], thin-film growth, dropwise frost 
formation [42], sessile drop coalescence [34], the nucleation-condensation mechanism 
[43], and spray coating [44]. A variety of imaging techniques, such as environmental 
scanning electron microscopy (ESEM) [45], atomic force microscopy [46], scanning 
tunneling microscopy [47], and neutron imaging [48], have been developed to visualize 
phenomena at the solid-fluid interface.  
The instruments mentioned above that are used in the field of interfacial microcopy are 
considered high-end, expensive, super-resolution microscopes. The need for an 
expensive microscopic apparatus restricts many laboratories in developing countries 
from conducting experiments in the field of interfacial sciences due to financial 
constraints, limited infrastructure, and lack of high-end technical support.  Following 
the notion of portable and low-cost technologies, which is a vision of many researchers, 
we investigated the application of high-speed surface plasmon resonance imaging 
(SPRi) for phase-change phenomena. SPRi has been mostly used in investigating low-
frequency processes at the interface of solids and fluids, such as measuring the 
concentration of biomolecules in a solution [49], mapping of slow mixing fluids [50], and 
mapping of salinity diffusion [51]. The usual temporal resolution for conventional SPRi 
is less than 240 fps [52]. High-speed SPRi is a recent development for phase-change 
visualization applications and has primarily been promoted by this group [53-55]. In the 
present paper, an automated SPRi instrument coupled with high-speed imaging is 
employed to picture coalescence evolution during dropwise condensation. The automated 
SPRi platform is made using off-the-shelf components and can be put together and taken 
apart quickly for storage. This article details the techniques employed to improve the 
temporal resolution of SPRi and the corresponding image analysis method that can be used 
to detect materials on the surface of a solid using high-speed SPRi. 
2.1 Surface Plasmon Resonance Imaging 
SPRi is a technique to visualize nearfield fluidic transports within a few hundred 
nanometers near a solid surface. This visualization technique works by excitation of free 
electrons at the interface of a dielectric material and a metal. The typical configuration for 
an SPR imaging sensor is carried out in a Kretschmann arrangement that includes layers 
of a prism, gold, and test media. When a p-polarized light is launched in different incident 
angles on the interface of prism-gold through total internal reflection, it transfers energy 
and momentum to the free electrons. The resonance of free electrons creates an 
evanescence electromagnetic wave known as surface plasmon polaritons (SPPs) that 
propagates at the interface of two materials and decays exponentially with distance from 
the interface. The distance that is the maximum probing length of SPRi depends on the 
refractive indices and thicknesses of the test media on the gold film. As a result, the 
intensity of the reflected light from the interface of the prism-gold contains information on 




when image processing based on the corresponding numerical analysis is applied to the 
SPRi experimental data. The solution of Fresnel’s equation for the p-polarized light can 




    ( 2.1 ) 
where rij indicates the coefficient of reflection between the i
th and the jth layers, k represents 
the wave vector, and d is the thickness of a layer. The SPR theory and the steps for deriving 
equation (1) from Fresnel’s equation are discussed in an article by Yamamoto [56]. In our 
study, subscripts 1, 2, 3, and 4 represent the BK7 prism, gold film, water, and air, 
respectively. The thickness of the air and the BK7 prism are considered infinite, and the 
thickness of the gold film is 50 nm. If there is no water medium, the SPR reflectance 
changes into a case of three-layers. SPRi can be conducted in different modes, such as 
angular modulation (AM), intensity modulation (IM), wavelength modulation (WM), and 
phase modulation (PM) [57]. In this paper, AM and IM are used for recording the images. 
AM provides imaging at a fixed wavelength by the continuous change of the incident angle. 
The result is an SPR reflectance curve with the minimum reflectance at an SPR minimum 
angle, which represents the maximum excitation of SPPs in a test medium. Figure 2.1 
shows a typical reflectance curve for air at 550 nm. The SPR minimum angle, i.e., the angle 
of the minimum reflectance, for air at 550 nm is 46.34º.  The most common application of 
SPRi with AM is measuring the refractive index of a test medium based on the SPR 
minimum angle. The sensitivity of this method is defined by the ratio of change in the SPR 
minimum angle (dθ) to the change in the refractive index (dn). The sensitivity can be 









          ( 2.2 ) 
where Sθ is the sensitivity of SPRi with AM, np is the refractive index of the prism, and nm 
is the refractive index of the test medium. In an imaging system with a BK7 prism and a 
test medium like water, a change of 2.5×10-3 refractive index units (RIU) induces a shift in 
the SPR minimum angle of 0.2º. SPRi with IM mode is imaging the changes in the intensity 
of the reflected light at a fixed wavelength and incident angle. This type of SPRi is a perfect 





Figure 2.1 SPR reflectance curve of air at 550 nm; Total integral reflection (TIR).  
2.2 Experimental Setup 
For this project, an automated SPRi instrument capable of AM and IM was built from 
readily available off-the-shelf components. The microscopy platform was coupled with 
high-speed imaging to visualize the coalescence during condensation/evaporation 
experiments. The coalescence process was recorded at 3000 fps and 10000 fps using two 
different implantations of optical arrays. 
2.2.1 SPRi Instrument 
The schematic of the SPRi instrument is illustrated in Figure 2.2. The sensing layer was 
prepared by depositing 2.5 nm of titanium and 50 nm of gold onto cleaned glass slides. The 
gold-coated glass was attached to a right-angle BK7 prism using an index matching liquid. 
To produce a quasi-point light source, a light emitted from an LED illumination system 
was collected and focused by a plano-convex lens on a pinhole with an aperture size of 1.2 
mm. A second pinhole with an aperture size of 7 mm was employed to allow the 
homogeneous part of the light to pass. After the second pinholes, an array consisting of a 
biconvex lens, a p-polarizer, and a bandpass filter was used to produce a p-polarized 
collimated light. A setup of a fixed mirror with a 45º orientation and an angle-controlled 
mirror guided the light from the optical array to the prism. The angle-controlled mirror 
with a range of 40º enabled fast angle-scanning microscopy to find the SPR minimum 
angle. A second setup of an angle–controlled mirror and a fixed mirror was used to direct 
the reflected light from the gold surface to a camera. The APS-RS camera equipped with 
an Optem 70Xl magnification lens recorded images at high speed. Angle-controlled 
mirrors mounted on a linear motorized stage were used to follow the beam path during 






according to a motion function to provide crispy images at each incident angle. The 
combination of the angle-controlled mirrors and the linear stages allowed the light beam to 
irradiate at a fixed area of the gold surface during SPRi with AM. An inexpensive Arduino 
Mega 2560 board was used to control the motorized stages and the camera. The program 
for controlling the apparatus was developed in the open-source Arduino programming 
language. 
 
Figure 2.2. Schematic of the automated SPRi instrument. 
2.2.2 Condensation/Evaporation Experiment at 3000 FPS 
A SugarCubeTM – white LED system (Nathaniel Group Inc., Vergennes, VT) was used as 
the LED illumination system. The optical array that included two pin holes, a p-polarizer, 
a biconvex lens with the focal length of 150 mm, and a bandpass filter with a FWHM of 
10 nm were used to create a p-polarized collimated light. First, the SPR minimum angle of 
air (θ air=46.34º) was obtained experimentally by sweeping the incident angle from 40º to 
70º with steps of 0.2º. Next, the incident angle was adjusted at θ air for SPR imaging with 
IM at 550 nm. To instigate condensation, four water columns were formed between the 
gold surface and the ITO-coated glass slide, as shown in Figure 2.3. The ITO was 
controlled by a laboratory DC power source and was placed 5 mm above the gold surface. 
When the ITO was heated, the water evaporated from the column and condensed on the 
gold surface. Time-lapse images were taken from the gold surface at 3000 FPS and a spatial 
resolution of 4 µm while thermocouples recorded the temperature of the gold surface. The 





Figure 2.3 Schematic of the condensation experiment. 
2.2.3 Condensation/Evaporation Experiment at 10000 FPS 
A SugarCubeTM – Green LED system (Nathaniel Group Inc., Vergennes, VT) with a 
spectral output range of 450 nm to 620 nm and a center wavelength of 523 nm was 
employed as the LED illumination system. The bandpass filter was removed from the 
optical arrays to increase the temporal resolution of the imaging. The experimental 
procedure to record the coalescence was the same as the one mentioned in the previous 
section. The SPR minimum angle of air was measured using angle-scanning SPRi. The 
incident angle was adjusted at the SPR minimum angle of air. Drops coalescence was 
recorded at 10000 fps and a spatial resolution of 4 µm during SPRi with IM.  
2.3 Results and Discussion 
2.3.1 Image Processing Method 
SPR images are affected by two distinct image artifacts. First, SPR images have an out-of-
focus region as the object plane is not parallel with the image plane. In this work, we only 
studied the focused part of the images. Second, the images are skewed in one of the axes 
of the x-y plane of the image due to the oblique angle of the gold surface with respect to 
the objective lens of the camera. Here, image skewness is resolved by multiplying the y-
axis of the image plane by 1/cos(θ), where θ is the incident angle. Figure 2.4 (a) shows the 
unskewed image.  
In the next step of image processing, the time-lapse of background images (12000 frames) 
were averaged over time to produce a single background image. This background image 
was subtracted from the condensation images to minimize inhomogeneity in the light and 
artifacts on the gold surface. Figure 2.4(b) and Figure 2.4(c), respectively, show the 
background image and the subtracted image. Frame averaging is a conventional noise 
reduction method in astrophotography [58]. It has been utilized for both low light and high-
speed imaging [59]. This method works on the basis that noise in an image behaves 
randomly. Therefore, oscillations of noise above and below the actual data tend to be even 
when the number of averaged images increases. Frame averaging minimizes the noise by 
increasing the signal-to-noise ratio. As true image information remains the same from one 
frame to the next, this noise reduction method does not suffer from a trade-off with respect 






Figure 2.4 Image processing method of high-speed SPRi: (a) SPR raw image with resolved 
skewness, (b) a modified background image is achieved by frame averaging all of the 
background images, (c) subtraction of the background image from the raw image to 
minimize inhomogeneity in light and background, (d) theoretical reflectance for air and 
water at 550 nm is used to find the scaling factor for image processing, and (e) the color 
index image with a reflectivity unit is achieved by scaling the subtracted image. 
Finally, normalization of condensation images was conducted to change the pixel intensity 
value to the units of reflectivity (0-1). A normalized image correlates the experimental data 
to analytical values. The benefit of the normalized image is that it facilitates comparison 
of different SPR experiments. Moreover, information such as the thickness and the 
refractive index of a test medium can be deciphered from a color index image. The intensity 
images are converted to reflectance-based images for quantitative analysis using a 
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Imax and Imin represent maximum and minimum intensity from the intensity-angle curve 
obtained from angle scanning SPRi. Refmax and Refmin indicate to the theoretical maximum 
and minimum reflectance in the reflectance-angle curve, as shown in Figure 2.4(d). 









C⁡ = 𝐼𝑚𝑎𝑥 − 𝑆 ∗ 𝑅𝑒𝑓𝑚𝑖𝑛        ( 2.4 ) 
𝑅𝑆𝑃𝑅 = (𝐼 − 𝐶)/𝑆 + 𝑅𝑒𝑓𝑚𝑖𝑛        ( 2.5 ) 
where I is the pixel intensity value, RSPR is the pixel reflectance, and C is the offset. At the 
fixed angle (θ= 46.34º) of the SPRi with IM, materials on the substrate have distinct 
reflectance numbers that can be attributed to their refractive indices and thicknesses. This 
data can be used to map the materials on the sensing surface. Figure 2.4(e) shows the color 
index image achieved using the image processing method. The blue color represents air, 
and the yellow color indicates water. When more than two materials exist on the surface, 
for example, in the case of frost formation with the simultaneous presence of ice, liquid, 
and vapor, three distinct colors represent the three phases of water in the processed image. 
A similar image processing routine can be employed to map the thickness of the test 
medium on the surface [14].  
2.3.2 Effect of Shortening the Illumination Path  
In high-speed SPRi, the signal level depends on several factors including the frame rate of 
imaging and the degree of light collimation. Increasing the frame rate in SPRi is possible 
by shortening the exposure time of each frame to the object. A shorter exposure time can 
be achieved at the expense of signal level. On the other hand, perfect collimation is only 
possible when an infinitesimal point source is placed at the focus point of the collimator 
lens. In reality, this scenario is not possible. Besides, even if this scenario is met, the 
produced optical power would not be sufficient for imaging at a high frame per second 
(fps) rate. In a typical SPRi with LED as the illumination system, optical arrays create a 
quasi-collimated light that disperses with distance. Hence, shortening the illumination path 
can increase the signal level required for high-speed SPRi.  
In our previous work [55], we showed SPRi of coalescence at 1500 fps when a biconvex 
length with a focal length of 500 mm was used in the optical arrays. Here, a biconvex lens 
with a focal length of 150 mm was employed to minimize the illumination path. By 
shortening the distance between the first pinhole and the collimator lens from 500 mm to 
150 mm, the temporal resolution was improved from 1500 fps to 3000 fps. 
2.3.3 Effect of Broadening the Bandpass Filter 
Typically, the SPRi platform with an LED illumination system employs a narrow bandpass 
filter. The spectral transmittance of a bandpass filter is in the form of a Gaussian 
distribution. Figure 2.5(a) shows the transmittance of the 523nm bandpass filter with 
FWHM values of 1, 10, and 40 nm. Figure 2.5(b) illustrates the spectral output of the 
SugarCubeTM – Green LED illumination system, which is very close to the Gaussian 
distribution with a peak at 523 nm and FWHM of 60 nm. It is intuitive that the optical 
power of the unfiltered illumination system is larger than the optical power of the 
illumination system with a narrow bandpass filter. This is because an unfiltered 
illumination light can enhance the temporal resolution of imaging. Since equation (1) 
predict the SPR reflectance in response to a p-polarized monochromatic light, it is 





Figure 2.5 (a) Theoretical Spectral transmittance of a 523 nm bandpass filter with FWHM 
of 1, 10, and 40 nm and (b) Spectral output of Sugar Cube-Green LED. 
 
Figure 2.6 represents the theoretical plot of the SPR reflectance curve for FWHM values 
of 1, 10, 40 nm and unfiltered green light. The simulation was completed using the Fresnel 
equation for 3-layer mediums- BK7, gold, and air. A weighted average of the solution 








exp⁡(−(𝜆 − 𝜆0))       ( 2.7 ) 
where Rb is the effective SPR reflectance, φ(λ) is the Gaussian distribution function of the 
bandpass filter, γ(λ) is the Gaussian distribution function of the illumination system, λ is 
the wavelength, and λ0 is 523nm- peak excitation wavelength. In case of no bandpass filter 
φ(λ) is considered as one. The result shows the bandpass filter with the FWHM of 10 nm 
has a reflectance curve nearly identical to the monochromatic light. However, it has more 
optical power and can provide a higher signal level. Therefore, filter with FWHM of 10 
nm is the most popular filter in SPRi. When broader bandpass filters are used in SPRi, the 
reflectance curve diverges from the SPR response of the monochromatic light. In our SPRi 
instrument, imaging at 10000 fps is practical when the unfiltered green light with an 
approximate FWHM of 60 nm is employed as the illumination system; however, the level 
of reflectance deep-shift decreases by 14.5 %, compared to the SPR reflectance curve of 
the monochromatic light. This drop in the level of reflectance minimizes the sensitivity of 
the SPRi instrument. The broadening of a light also causes chromatic aberration in the 
image due to dispersion. In the case of our experiments, broadening the bandpass filter 
from 523 nm with a FWHM of 10 nm to a FWHM of 60 nm does not substantially affect 
our image features. Moreover, it is worthy to note that the change of the LED system from 





resolution. SPRi with IM at 10000 fps enabled us to visualize the details of coalescence 
evolution during dropwise condensation.  
 
Figure 2.6 Theoretical SPR reflectance in a 3-layer system - BK7, metal, and air- excited 
by a Gaussian bandpass filter with peak excitation of 523 nm and FWHM values of 1, 10 
and 40 nm compared with the unfiltered Sugar Cube-green light-Gaussian distribution with 
peak excitation of 523 nm and FWHM of 60 nm. 
2.3.4 Coalescence Evolution 
Figure 2.7 shows three steps of coalescence recorded at 10,000 FPS. Initially, a bridge 
forms between two droplets and the width of the bridge increases at a high velocity. The 
length of the bridge is less than the size of the smaller droplet. During bridge evolution, no 
significant contact line motion can be observed in locations farther from the bridge. The 
first stage of coalescence happened at less than 0.3 ms in the example case shown in Figure 
2.7. In the second stage of coalescence which happens at the time scale more extensive 
than the duration of bridge formation, two droplets move and merge to develop a peanut-
shaped composite droplet. In this stage, the contact line motion is maximum. If the sizes 
of droplets are close to each other, both of droplets move to form a larger droplet. 
Otherwise, the larger droplet has no substantial motion, and the smaller droplet moves 
toward the larger droplet. The timescale of the second stage of coalescence depends on the 
sizes of the two droplets and varies from 3 to 60 ms. In the coalescence case depicted in 
Figure 2.7, the second stage took 14.2 ms to complete. The last stage of coalescence, known 
as the relaxation stage, the contact line of the droplet (periphery of the droplet) moves very 
slowly until the composite droplet reaches its equilibrium condition. This final stage of 
drop coalescence can take 0.1~2 s, depending on the sizes of the two droplets. The 
relaxation stage was complete in less than a second from the initiation of coalescence in 
the example case represented in Figure 2.7. As it is hard to visualize the displacement of 
the composite droplet during the second and third stages in the example case, the 
displacements of the droplet during these two stages are depicted in Figure 2.8. The bright 




the second stage of coalescence. The image is created by subtracting the image at t= 14.5 
ms from the image at t=0.3 ms. Figure 2.8(b) shows the swept area on the gold surface by 
the composite droplet during the relaxation stage of coalescence that occurred between 
t=14.5 ms and t=889.5 ms.  
  
 
Figure 2.7 Time sequence of droplet coalescence recorded at 10,000 fps (scale bar is 0.2 
mm): the coalescence starts by forming a bridge between two droplets (t is less than 0.3 
ms), the two droplets move toward each other to form a composite droplet (t is less than 
15.4 ms), and the boundary of the composite droplet moves very slowly until the droplet 
reaches an equilibrium condition.  
Dynamics of drop coalescence have been studied mostly using optical microscopy 
techniques.  Wang et al [60]  showed 3 stages of coalescence using a top-view optical 
microscopy at a temporal resolution of 30000 FPS and a spatial resolution of 46 µm. Our 
proposed SPRi technique has a lower temporal resolution but a finer spatial resolution, 
compared to this optical microscopy technique. The advantages of SPRi over the optical 
microscopy techniques are SPRi’s real-time measurements of test medium thickness and 
accurate mapping of the features at the solid-liquid interface in the image. The shadowing 
effect may interfere with the ability of optical microscopy techniques to accurately detect 
the edges of the features in the image. 
t=0 s t=0.1 ms t=0.2 ms 






Figure 2.8 (a) The bright gray is the area which has been swept by the droplet during the 
second stage of coalescence (the image is produced by subtracting the image at t =14.4 ms 
from the frame at t = 0.3 ms ) and (b) the bright gray shows the area which has been swept 
by the droplet during the relaxation stage of coalescence (t =14.5 ms to t = 889.5 ms). 
2.4 Conclusion  
The SPRi described in this paper can accurately detect the liquid-solid interface; thus, it 
has the potential to be considered as a powerful microscopy technique for the high-speed 
visualization of phase change phenomena.  In this work, an inexpensive, tabletop, 
automated SPRi system capable of imaging with AM and IM is introduced. Moreover, 
visualization of drop coalescence during dropwise condensation is presented as a model 
case. The image processing method proposed to accurately identify phases on the substrate 
is discussed. In this imaging technique, the intensity-based image is converted to 
reflectance unit images for material labeling. Two methods to increase the temporal 
resolution of SPRi with IM are discussed. The short-illumination path method uses the 
collimator lens with a short focal length to minimize dispersion in the illumination system 
and hence improve the optical power of the incident light. The broadening method uses 
polychromatic light to intensify the SPR signal level at the receiver. Although broadening 
the bandpass filter can boost the temporal resolution of the imaging, it sacrifices the 
sensitivity of the SPRi system. Analytical studies using the Fresnel equation for a 
multilayered system show broadening the green light (523 nm) from a FWHM of 10 nm to 
a FWHM of 60 nm drops the sensitivity by 14.5 %. In the visualization of coalescence, the 
temporal resolution is improved from 1500 fps [55] to 10,000 FPS when a short-
illumination path and broadening methods are employed. The three stages of coalescence 
– bridge formation, contact line motion, and relaxation – can be observed using SPRi at 
10,000 FPS. Owing to the improvement of the temporal resolution in SPRi, for the first 
time high-frequency phase change phenomena like coalescence are observed via a 





3 Development of Automated Angle-scanning, High-
speed Surface Plasmon Resonance Imaging and 
SPRi Visualization for the Study of Dropwise 
Condensation 
Condensation is ubiquitous in industrial applications and advanced technologies [4, 6, 
61-67]. It has been shown that a substrate that supports dropwise condensation has a 
higher heat transfer rate compared to filmwise condensation [10]. However, sustainable 
dropwise condensation for industrial application has not been successful [68]. The main 
reason is that the physics behind dropwise condensation is not fully understood [27].  
Currently, there are two competing theories on the mechanism of dropwise 
condensation: film rupture theory and classical nucleation theory [69]. In film rupture 
theory, it is hypothesized that a thin film initially forms on the substrate. At a critical 
thickness larger than a monolayer, the thin film breaks up and small droplets form on 
the surface. Conversely, nucleation theory claims that droplets nucleate heterogeneously 
on the surface. Nucleation theory assumes that droplets grow by direct condensation of 
vapor on the liquid-vapor interface, and no film greater than a monolayer exists between 
discrete droplets.  
Given the lack of direct microscopic techniques with the ability to observe dropwise 
condensation at multi length-scales and time-scales, novel experimental methods should 
be developed to enable a better understanding of dropwise condensation. Previously, we 
reported that SPRi can be implemented to visualize phase change phenomena [2, 67, 
70]. The goal of this chapter is to introduce a newly developed automated SPRi 
instrument that can be used for quantifying sub-nanometer film at the high-temporal 
resolution of 3,000 FPS during dropwise condensation. 
3.1 Surface Plasmon Resonance Imaging 
SPRi is a label-free optical technique that can detect small changes in the refractive index 
of a dielectric medium near a metal surface [71]. This method has been used widely to 
detect biomolecular interactions [72]. SPRi, or surface plasmon resonance (SPR) 
microscopy developed from total internal reflection microscopy, was first introduced by 
Rothenhäusler and Knoll [73]. In principle, SPRi can be used to measure optical properties 
of dielectric [74], film thickness [37], and surface coverage [75] on a substrate in a 
dielectric environment. SPRi has been adapted for studding near-field characterization of 
fluid flows [50, 76]. 
SPR theory can be explained using quantum mechanics and electrodynamics principles. 
Surface plasmons are oscillations of free electrons at the interface of a dielectric material 
and a noble metal (such as silver or gold). In SPRi, the surface plasmons are excited 
optically through the attenuated total internal reflection (ATIR). The most widely used 
sensor setup for excitation of surface plasmons is based on prism coupling using the 




reflected at the metal layer [77]. The electronic excitation results in a drop in the intensity 
of reflected light. The angle of an incident light at which the maximum drop in the intensity 
of light occurs is known as the SPR minimum angle.  
The intensity of the reflected light depends on several factors, including wavelength, 
incident angle, polarization, number of mediums above the surface, and refractive index of 
the mediums. Hence, different SPRi techniques have been developed, such as angular 
modulation (AM), polarization modulation (PM), wavelength modulation (WM), and 
intensity modulation (IM). The AM technique has the highest sensitivity for material 
characterization [78]. In the AM approach, the intensity of the light reflected from the 
dielectric medium/metal interface is measured at a constant wavelength through continuous 
scanning over the incident angles. The result is an angular spectral curve of the test medium 
that can be used to find the optimum angle for IM microscopy. Therefore, a high-precision 
angular microscopy platform is required for SPRi. The biggest challenge for high-precision 
SPRi with AM is the angle-dependent image artifact [79]. This artifact, beam walk, arises 
because the footprint of a beam on the metal substrate spatially transits at each incident 
angle. Therefore, the surface features move in the recorded images. Beam walk usually 
occurs in SPRi instruments with an equilateral prism mounted on the rotating stage. As in 
this SPRi instrument, the prism is rotated to create different incident angles and the beam 
translation on the surface causes a shift in the position of features inside the beam, and, 
consequently, in the recorded images. 
The conventional AM approach uses a goniometer with a manual rotating stage [80]. This 
technique suffers from three main issues: low precision in angle probing, slow angle 
scanning, and angle-dependent image artifacts. To avoid these challenges, automated SPRi 
instruments have been introduced. Beusink, et al. [81] incorporated a hemispherical prism 
and an angle-controlled mirror to minimize the beam walk. However, the angle range was 
small, and it was not suitable for visualization of both liquids and gasses. Ruemmele, et al. 
[82] presented an inexpensive automated AM platform by mounting a sample/right-angle 
prism, a focusing lens, and a CCD camera on a single rotating stage. Although their system 
improved the precision and accelerated the angle scanning, it could not minimize the beam 
walk. Zhang, et al. [78] developed an automated SPRi instrument based on AM and IM. In 
their system, two motorized rotating stages create angular motions of the source light and 
CCD array. Like prior systems, this system could not eliminate the angle-dependent image 
artifact. In other research, Zhou, et al. [83] introduced an automated platform for SPRi with 
AM. This team used a rhombic structure with four connecting arms to convert the linear 
motion of a piezoceramic motor into the angular motion. Angular probing with high 
resolution, (i.e., 10-3 degrees), was possible with their setup. However, this AM platform 
could not resolve the issues arising from beam walk.  
In this paper, we introduce a newly developed, high-precision angle-scanning SPRi 
platform that can minimize the angle-dependent image artifact. The developed automated 
SPRi instrument consists of two motorized linear stages and two motorized rotating stages. 
The light reflected on two angle-controlled mirrors allowed the incident angle to change 
from 40.0 to 80.0 degrees, while the linear stages corrected the beam walk by moving the 




imaging with AM and IM, was used for visualization of drop coalescence during dropwise 
condensation. 
3.2 Automated SPRi Instrument 
A schematic of our automated SPRi instrument is illustrated in Figure 3.1. A SugarCubeTM 
Ultra White LED illuminator (Nathaniel Group Inc., Vergennes, VT) is used as a light 
source. The optics, including an uncoated condenser lens (50 mm diameter, focal length 44 
mm, PCX, Edmund Optics, Blackwood, NJ), two iris diaphragms (ID-0.5, Newport Optics, 
Irvine, CA), and an uncoated bi-convex lens (25.4 mm diameter, focal length 100 mm, 
KBX064, Newport Optics, Irvine, CA), are arrayed to produce a collimated beam with a 
diameter of ~ 20 mm. The light passes through a 550 nm hard coated bandpass filter with 
a full width-half maximum of 10 nm (Edmund Optics, Blackwood, NJ) and a rotatable 
polarizer (Thorlabs, Newton, NJ) to create a monochromic p-polarized light beam.  
Mirror A is fixed at 135.0 degrees with respect to the positive direction of the x-axis to 
direct light toward the z-direction. Mirror C is mounted on a motorized rotating stage and 
can rotate clockwise. This mirror guides light to the prism. Mirror D is mounted on another 
motorized linear stage and can spin counter-clockwise. This mirror reflects the light beam 
vertically toward mirror B, which is fixed at 45.0 degrees with respect to the positive x-
axis. Both motorized rotating stages are installed on a linear stage that moves along the z-
axis. The integrated stages enable mirrors C and D to move in the z-axis and spin 
simultaneously. The SPR sensing system, consisting of a prism-metal-test medium, is fixed 
in space. A Photron APS-RS (PHOTRON USA Inc., San Diego, CA) camera is used to 
record the reflected light at high speed. The camera is mounted on a linear stage that can 
move along the x-axis. This automated SPRi instrument is controlled by a program written 
in the Arduino programming language and using an Arduino Mega 2560 Rev3 micro-
controller. The same controller board triggers frame acquisition during SPRi with AM.  
To minimize beam walk, the z motorized linear stage move according to a motion function. 
To find the motion function of the z motorized stage, the location of the z stage was 
adjusted at each incident angle such that the center of the light beam remains stationary at 
the center of a recorded image during angle-scanning. As the focus of an image at each 
incident angle affects the intensity of the recorded images and their corresponding 
reflectance, it is crucial to move the camera during angle-scanning to record focused 
images. The motion function of the camera’s motorized linear stage was determined by 
adjusting the position of the camera to record focused and crisp images for each incident 
angle. Hence, the total light path-length of the reflected light from the gold surface to the 
camera is constant at any incident angles. Based on the calibration process, the motion 






Figure 3.1 Schematic of the automated SPRi instrument. 
3.3 Experimental Procedure 
3.3.1 Application of the Automated SPRi Instrument for the 
Condensation/Evaporation Experiment  
Figure 3.2(a) shows the schematic of the experimental setup. 2.5 nm of titanium as an 
adhesion layer and 50 nm of gold (n = 0.4241 + 2.4721 i) was sputtered (Denton DV6 
sputter deposition system) on a glass slide. We utilized atomic force microscopy (AFM) to 
conduct a roughness characterization of the gold substrate, Figure 3.2(b). The roughness 
characterization was performed on three gold surfaces (three different locations per 
sample). The roughness average (Ra) on the surface is 1.2 ± 0.3 nm and the root mean 
square of the average roughness (Rq) is 2.2 ± 0.8 nm. The static contact angle of the gold-
coated glass is 79 ± 4 degrees. Before the experiment, the gold-coated glass slide and BK7 
prism were cleaned using the standard cleaning protocol (10 minutes ultrasonic cleaning 
with isopropyl alcohol 99% (CAS 67-63-0, Pharmco Aaper), 10 minutes ultrasonic 
cleaning in Acetone (CAS 179124-4L-PB, Sigma Aldrich), and vigorous rinsing with DI 
water for 1 minute) to remove organic contamination on the sample. The ITO-coated glass 
was cleaned by sequentially rinsing in IPA, Acetone, and DI water. The gold-coated glass 
slide was placed on top of the right-angle BK7 prism (size 25.4 mm, n = 1.5185, 10BR08, 
Newport Optics, Irvine, CA) using a Norland Index Matching Liquid 150 (n =1.52, 
Norland, USA). SPRi with AM was performed to find the SPR minimum angle of air at 
550 nm. To conduct the SPRi with IM, the incident angle was set at 44.8 degrees, which is 
1.5 degrees below the SPR minimum angle of air. Selection of this experimental angle was 
based on its ability to achieve higher resolution in measurement of thin film on the substrate 
(see section 4.2). An ITO-coated glass slide was used as a heater and was placed 
approximately at 5 mm above the gold surface. A water column (diameter of ~ 2 mm and 
height of ~5 mm) was formed between the ITO-coated glass slide and the gold surface. 




supplying water via a 500 µl threaded plunger syringe (Hamilton Company, Reno, NV). 
Two K-type thermocouples were placed on the gold substrate to monitor the temperature 
of the gold film. A third K-type thermocouple attached to the syringe needle was placed 
between the ITO-coated glass and the substrate to measure the air temperature. A sequence 
of background images was taken at 3,000 FPS from the substrate using the Photron APS-
RS camera, prior to the onset of dropwise condensation. 
Next, the water bridge was heated by connecting the ITO-coated glass to the DC power 
supply at 12.6 V and 2.1 A. During the heating process, water evaporates from the water-
bridge and condensate forms on the gold substrate. Using ITO-coated glass as a heater was 
chosen over supplying heated water vapor on the substrate because ITO-coated glass 
confines dropwise condensation on the gold substrate and ensures no water film forms on 
the mirrors. 
In our experiments, each CCD camera pixel covered 4 μm × 4 μm of the physical domain 
at a 550 nm wavelength. The field of view was 4 mm × 6 mm and the recording speed was 
3,000 FPS. The temperature of the substrate was ~ 35 °C, and the temperature of the air 
was ~ 45 °C. The temperature of the air is higher than room temperature (24.5 °C), as the 
heater locally increased the temperature between the ITO-coated glass and the gold 
substrate. The relative humidity near the substrate where visualization takes place was 
estimated to be ~ 60 ± 4% using the August-Roche-Magnus formula. Measurement of the 
temperature of both the air and of the sample when condensation initiated enabled us to 
determine the relative humidity. 
 
Figure 3.2 (a) Schematic of the condensation experiment and (b) gold substrate roughness 
measurement by AFM. 
3.3.2 Image Processing Method 
Two types of distortion exist in SPR images. First, the images are skewed along one of the 
axes of the imaging plane due to the oblique incident angle (α). In this work, the skewed 
images were modified by dividing the vertical axis of the image by cos(α). Figure 3.3(a) 
and (b) respectively show the raw image and the skewedness-corrected image of the 
condensation experiment. Because the object plane is not parallel with the image plane in 
SPRi, there are out-of-focus regions in the images. In the next step of image processing, 
the stack of background images was averaged over time and subtracted from the time-lapse 





homogeneity in the gold layer or collimated light. The subtracted SPR image was converted 
to a color index image for easy visualization through a normalization process. The 
normalized image allows easy comparison between experimental results [84]. The colorful 
index image can help decipher details, such as a thin film measurement and material 
characterization, as compared with the analytical SPR results. To normalize the image and 
calculate the reflectance, a calibration factor is defined as 𝑆 =
(𝐼𝑚𝑎𝑥 − 𝐼𝑚𝑖𝑛) (𝑅𝑒𝑓𝑚𝑎𝑥 − 𝑅𝑒𝑓min⁡)⁄ , where Imax and Imin represent maximum and minimum 
intensity from SPRi with AM. Refmax and Refmin indicate the theoretical maximum and 
minimum values of reflectance of air at 550 nm (Figure 3.1). Using a calibration factor, we 
can convert the pixel intensity value to the unit of reflectivity (0~1). A detailed description 
of the reflectance calculation and image processing method used in this work can be found 
in our recent paper [2]. The normalized image with the reflectance unit is shown in Figure 
3.3(c). The yellow color with the reflectance of 0.594 represents the bulk liquid on the gold 
substrate; the blue color with the index of 0.347 shows the presence of air/water vapor on 
the substrate. Our SPRi instrument cannot differentiate the gasses (the difference in 
refractive index of gasses in ambient conditions is on the order of 1e-4, which is beyond 
the capability of our SPRi instrument to measure refractive index); thus, we can be sure 
that gas (air/ water vapor) exists on the surface. Due to high-speed imaging (low light), the 
noise level is high in the image. Therefore, the reflectance at each pixel of the background 
image fluctuated around 0.347. 
 
Figure 3.3 (a) Raw image, (b) a skewedness-corrected SPR image derived by dividing the 
vertical axis of the image plane by cos(α), and (c) normalized SPR images with the 
reflectance unit 
3.3.3 Noise Analysis in High-speed SPRi 
One of the main goals of this article is to show the feasibility of measuring sub-nanometer 
film at high-speed temporal resolution. In order to report measured values of thickness with 
high confidence, the error associated with the measurement is required to be some fraction 
of the thickness being measured. In measuring techniques based on imaging, noise causes 
imprecision in measurement of pixel intensity values. This section details the noise analysis 
method used in high-speed SPRi. The noise analysis result is used to find the error of the 
thickness measurement. 
Noise in the signal has a stochastic nature; in addition, it adds a random unwanted 
fluctuation to the signal. Random fluctuation in the signal is difficult to identify as the 




the next or previous frame. Noise in the SPRi is produced by factors such as instability in 
the illumination light, nonhomogeneous light, vibration, shot noise, sensor temperature, 
lens distortion, and digitization hardware. The systematic noise, like the noise created due 
to nonhomogeneous light, is reduced during image processing by subtracting the 
background image from the condensation image. The remaining noise in the signal can be 
characterized in two ways – Gaussian noise and signal-dependent noise. The Gaussian 
noise is independent of signal intensity; its value at each pixel is calculated by an 
independent draw from a Gaussian probability distribution. The signal-dependent noise, 
including the shot noise (i.e., fluctuations of the number of photons detected at a given 
exposure level), the fluctuation in light, and the vibration, follows a Poisson distribution. 
In practice, signal-dependent noise has the lower bound on the uncertainty of measuring 
light; further, noise in the imaging can be modeled using a Gaussian distribution [85]. A 
simple technique to reduce the Gaussian noise is to calculate the average value of the 
neighbors of a pixel. In this method, each pixel output is the mean value of its kernel 
window.  
 
Figure 3.4 Analysis of SPR image noise – at an experimental angle of 44.8 degrees, a 
temporal resolution of 3,000 FPS, and a spatial resolution of 4 μm– by averaging the 
reflectance signals over kernel windows of (a) 1×1 pixels, (b) 5×5 pixels, (c) 9×9 pixels, 
and (d) 17×17 pixels; # stands for frame number. 
` 
Table 3.1 Signal-to-noise ratio and coefficient of variation of the reflectance signal at 
different kernel windows. 
Kernel windows Signal-to-noise ratio Coefficient of variation  
1×1   39 ± 4   0.026 ± 0.003 
3×3   104 ± 12   0.0093 ± 0.0008 
5×5 163 ± 6   0.0057 ± 0.0007 
9×9   228 ± 23    0.0044 ± 0.0004 
17×17   307 ± 23    0.0032 ± 0.0002 
 
Image noise was analyzed by picking a pixel randomly and calculating the mean values of 
the signal over the pixel neighborhoods of 1×1, 3×3, 5×5, 9×9, and 17×17 at each frame. 




demonstrates the reflectance of the pixel at kernel windows of 1×1, 5×5, 9×9 and 17×17 
pixels. At each kernel window, two plots are illustrated: 1) signal (reflectance) fluctuation 
during the time-lapse imaging, and 2) histogram of the signal. The total number of time-
lapse images is 8,000 and each frame takes 0.33 ms. The histogram at all the kernel 
windows can be fitted with a Gaussian distribution. The result verifies the assumption that 
behavior of noise in high-speed SPRi can be described with a Gaussian distribution. The 
signal-to-noise ratio and the coefficient of variation are calculated from the noise analysis 
result (see Table 3.1). These values are used to quantitatively estimate the probability of 
noise during high-speed imaging of condensation. Signal-to-noise ratio – the mean of the 
signal over its standard deviation – increases from 39 ± 4 to 307 ± 23 when the kernel 
window changes from 1×1 to 17×17. The higher signal-to-noise ratio implies less noise in 
the reflectance measurement. Coefficient variation – the ratio of standard deviation over 
the mean value of a signal – represents the dispersion of a signal around the mean value. 
Using a kernel window of 5×5, the probability of noise at each pixel is reduced to ± 0.0057 
of the signal value. 
We employed an averaging filter with pixel neighboring of 5×5 to the normalized images. 
This size of filter confines the noise at each pixel to ± 0.0057 of the signal values, while 
not sacrificing details of the image due to a blurring effect. 
3.3.4 Uncertainty Evaluation for SPR Reflectance 
Uncertainty analysis was conducted based on single point detection estimation [37, 86]. 
The resulting reflectance can be calculated from 𝑅𝑆𝑃𝑅 = 𝑓(𝜀1, 𝜀2, 𝜀3, 𝜀4, 𝑑2, 𝜆𝑖, 𝛼, 𝑑3) 
where subscript 1, 2, 3, and 4 refer to the BK7 prism, gold, water, and air. The uncertainty 











































 ( 3.1 ) 
where the elementary uncertainties are estimated as 𝜔𝜀1 = 0.01 %  × 𝜀1, 𝜔𝜀2 =
0.1 %  × 𝜀2, 𝜔𝜀3 = 0.01 %  × 𝜀3, 𝜔𝜀4 = 0.01 %  × 𝜀4, 𝜔𝑑2 = 0.1 %  × 𝑑2, 𝜔𝜆 =
± 5 nm, 𝜔𝛼 = 0.2 degrees (beam divergence), and 𝜔𝑑3 = ± 0.125 nm (uncertainty of a 
monolayer thickness measurement). The uncertainties of the prism, water, and air are 
assumed to be negligible because of their small variation of 0.01 %. The uncertainty of 
reflectance at 0 nm and monolayer thickness of thin water film is close to ± 0.07. All the 
variables are taken at the test condition ( 𝜀2 =⁡−5.931⁡ + ⁡2.097⁡𝑖, d2 = 50 nm, λ = 550 
nm, and α = 44.8 degrees). The effect of beam divergence has the maximum weight on the 
estimated uncertainty for the reflectance measurement when considering only the 
reflectivity. Under this restriction, the estimated reflectance uncertainty is larger than the 
monolayer thickness measurement. However, additional factors need to be considered 
when discussing the uncertainty in the thickness measurement. First, the intensity value of 
the background image is subtracted from the pixel intensity value of the time-lapse image 




uncertainty. For example, when the thickness of the water film is zero on the gold surface, 
the reflectance (λ = 550 nm and α = 44.8 degrees) of the pixel is 0.347 ± 0.03. The error in 
measured reflectance is less than estimated uncertainty using equation (1). Second, we are 
using the concept of pixel neighboring to reduce the error of the reflectance measurement 
at a single pixel when measuring the reflectance of the thin film and computing the 
corresponding film thickness. Third, the field of view in our work is located approximately 
at the center of the incident beam on the BK7-gold interface. The size of the field of view 
is 4 mm × 6 mm which is only ~ 7 % of the cross-sectional area of the beam. As a result, 
the net effect of beam divergence on the reflectance uncertainty is much less than the 
estimated value, based on the total prism area. 
3.4 Results and Discussion 
This section first lists the advantages of automated SPRi in high-speed visualization of 
phase change phenomena. The discussion includes advancement of SPRi with AM, and 
ambient-temperature-independent reflectance measurement. Then, the results of 
visualization of dropwise condensation are discussed and compared with theories of the 
dropwise condensation mechanism.  
3.4.1 Advantages of Automated SPRi in Visualization of Phase 
Change Phenomena 
3.4.1.1 Advancement of SPRi with AM 
One critical challenge in angular SPRi is the fine adjustment of incident light, optical 
arrays, the prism, and the CCD camera at each incident angle. Operator skill during angle-
scanning can cause large uncertainty in SPRi with AM. On the other hand, the process of 
angular tuning of the setup requires meticulous care and is time-consuming. Our newly 
developed automated SPRi platform resolved these issues associated with conventional 
angular SPRi. The user can define the angular increment for the scanning from 10-3 to 1.0 
degrees easily through the controlling program. Each increment takes about 3s. Depending 
on the desired precision and the angle range, the time required for angular scanning is 
different. Figure 3.1 represents the theoretical and experimental reflectance curve of air at 
550 nm. Details about the approach used in this work to find the theoretical reflectance can 
be found in Yamamoto [87]. The error bar shows the experimental results for 5 different 
sets of experiments. Each experiment took approximately 1 minute to complete. The SPR 
signal behavior perfectly matches with the theoretical result around the maximum and 
minimum points of the curve. The deviation from the theoretical result increases between 
these two probing angles or at an angle larger than the SPR minimum. The maximum 
discrepancy between the experimental and the theoretical results is at the incident angles 
smaller than the internal reflection angle (41.2 degrees). The experimental reflectance 
curve is in closer agreement with the theoretical reflectance curve when a smaller angle 
step is selected for the SPRi with AM. 
As Figure 3.1 shows, small changes in the incident angle can cause a significant change in 
the reflectance. Hence, knowing the exact position of the incident angle is crucial for 




the incident angle by minimizing human error that may occur when using a manual SPRi 
instrument. Moreover, once the incident angle was fixed, we double-checked the position 
by experimentally measuring the reflectance of air and water (bulk) at the fixed angle and 
wavelength. The reflectance was measured by dividing the averaged intensity of recorded 
images in light in the p-polarized mode over the averaged intensity of recorded image in 
the s-polarized mode. The s-polarized image was recorded by changing the rotatable 
polarizer 90 degrees.  
 
Figure 3.1 Theoretical and experimental SPR reflectance comparison of air at 550 nm 
(the error bar represents the deviation in the measurement based on 5 data sets). 
3.4.1.2 Ambient-temperature-independent Reflectance Measurement 
Condensation experiments are usually performed using a Peltier stage, which induces a 
fixed temperature on the surface. However, our experiments were not conducted using a 
Peltier stage, and the temperature of the gold substrate was recorded during the experiment. 
SPR reflectance can be affected by temperature changes [88, 89]. Therefore, it was 
imperative to consider the temperature-dependent behavior of SPR when we were 
analyzing the recorded images. Theoretical modeling and experimental investigation were 
implemented to evaluate the effect of temperature. SPR reflectance depends on the optical 
properties of the BK7 prism, the gold, and the test medium (air or water). It has been shown 
that the refractive index of the BK7 prism only changes 0.0002 when temperature changes 
from 25 °C to 125 °C [90]. Thus, in this work, we can neglect the effect of the BK7 prism 
as the temperature on the gold changed only from 25 °C to 35 °C. According to the Lorenz-




gold by changing the plasmon frequency and the electron collision rate. This model was 
used to simulate the effect of temperature on the gold’s optical properties. 
The air and water refractive indices decrease with an increase in temperature. The 
sensitivity of our SPRi instrument in measuring the refractive index was less than the 
refractive index changes of the air. Therefore, we can consider the temperature-
independent behavior for air. The change of the refractive index of water as a function of 
temperature was modeled using the empirical relationship [92]: 
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Figure 3.2(a) shows the SPR reflectance curve for air and water at 550 nm when the 
temperature changes from 25 °C to 75 °C. The model predicted that the SPR curve of air 
would shift slightly to the right with an increase in temperature. At the SPR minimum angle 
of air at 550 nm, the air reflectance changes less than 1% with a 50 °C increase in 
temperature. Simulation of the water reflectance curve at 550 nm indicated that the water 
reflectance curve drastically changes with rises in temperature; however, the reflectance 
variation is less than 1% when the incident angle is between 30.0 to 55.0 degrees − we 
performed the condensation visualization at 44.8 degrees. Also, we experimentally 
depicted the SPR signal behavior with the temperature changes at a probing angle of 46.3 
degrees and a wavelength of 550 nm (see Figure 3.2(b)). The reflectance of the SPR signal 
was measured using the same method discussed in the image processing section. The 
temperature on the x-axis represents the temperature of the gold substrate. The air 
temperature is ~ 20 °C more than the substrate and the water temperature is ~ 10 °C more 
than the substrate temperature. The reflectance changes represent the accumulative 
dependence of the SPR sensor, including the BK7 prism, the gold substrate, and the index 
matching liquid. The result indicates the reflectance variation is less than 1% when the gold 
temperature varies from 25 °C to 70 °C, the incident angle is 46.3 degrees, and the 
wavelength is 550 nm. Both experimental and theoretical results show the change in 
reflectance is less than 1%.  
In summary, the nearly temperature-independent behavior of the SPR signal close to the 
SPR minimum angle of air allows visualization of the condensation/evaporation process 
without a thermally controlled test chamber between 25 °C to 70 °C. This means by 
carefully selecting the probing angle, the phase change phenomena visualization 
experiment can be carried out in ambient conditions. This significantly reduces the costs 
of the experiment. In the dropwise condensation experiment (see Figure 3.2), the 
temperature of the air is ~ 45 °C and the temperature of the gold is ~ 35 °C; this is in the 
range (25 °C to 70 °C) of the temperature-independent behavior that is shown. It is possible 




condensation of steam at 100 °C) if the incident angle and wavelength of light are chosen 
wisely. However, surface degradation needs to be studied when working with steam at 100 
°C. For example, volatile organic compounds may desorb at higher temperatures and affect 
the wettability of the surface as well as the water molecules’ adsorption kinetics. 
 
Figure 3.2 Temperature-dependent behaviors of the SPR signals in air and water 
environments: (a) the theoretical model shows the change in reflectance at a probing angle 
of 46.3 degrees and wavelength of 550 nm is less than 1% and (b) the experimental data 
indicates that at a fixed angle of 46.3 degrees and wavelength of 550 nm, the changes in 
reflectance are less than 1 % for both air and water when the temperature of the gold 
substrate changes from 25 °C to 70 °C (temperature of air and water are respectively ~ 20 
°C and ~ 10 °C higher than the substrate). 
3.4.2 Dropwise Condensation  
The dropwise condensation process begins by nucleation of droplets on the substrate and 
subsequent growth of these droplets without significant interactions with neighboring 
droplets. In the next stage of dropwise condensation, two or more adjacent droplets 
coalesce and produce a larger composite droplet. Droplet motion due to coalescence 
exposes part of the substrate to the ambient air; then, the nucleation process is repeated at 
the exposed area. This condensation cycle continues on the substrate. In this section, we 
shed light on the dropwise condensation mechanism by studying the fluid-solid interface 
during coalescence phenomena. 
It has been shown that volatile organic compounds can absorb rapidly on the surface and 
change wettability of the metal substrates [93-96]. Gold that is intrinsically hydrophilic can 
support dropwise condensation when it is in the ambient atmosphere [23]. In this work, 
since low condensation rates were implemented to conduct the experiment, condensation 
on the gold-coated glass remained dropwise during the experiment. As the initial goal of 
our experiment did not include recording the droplet growth rate and condensation rate, we 
can only provide an estimate. The changes of wetted area by the water column on the gold 





Using RH = (condensation rate / evaporation rate) × 100 where RH is ~ 60%, the estimated 
condensation rate is ~ 0.006 µl/s. Knowing the surface coverage of condensates 
(approximately 7 mm2), the heat flux at the surface can be estimated (q˝ = (condensation 
rate / surface coverage) × density × enthalpy of evaporation) as 0.2 W/cm2. The order of 
magnitude of the droplet growth rate is estimated to be 1 µm/s in diameter. The droplet 
growth rate and heat transfer rate were quite low mainly due to the presence of non-
condensable gases [15, 97]. Figure 3.3 illustrates the evolution of coalescence on a gold 
substrate. Filter averaging of 5 × 5 was applied on the normalized images to reduce the 
image noise. The initial status of the drop before coalescence is depicted in Figure 3.3(a). 
The yellow color shows the droplet, and the blue color represents the area between droplets 
(from here on it is called an inactive area). During the coalescence, the involved droplets 
move on the substrate, which exposes part of the surface to the water vapor in the ambient 
air. From here on, the exposed area after the coalescence is called a preoccupied area. 
Figure 3.3(b) illustrates the preoccupied area after 9 ms from the start of coalescence. After 
the coalescence event, new small droplets form on the preoccupied area, as shown in Figure 
3.3(c).  
 
Figure 3.3 Coalescence evolution: (a) initial positions of droplets before coalescence; the 
yellow color represents water and the blue color signifies air, (b) an exposed part of the 
substrate after the droplet motion during coalescence − the exposed area (preoccupied area) 
is distinct with a slightly different color index, as compared to the ambient (inactive area) 
result, and (c) nucleation of new droplets in the preoccupied area only 
It can be observed from Figure 3.3(b) that the preoccupied area has a slightly different 
color from the inactive area. For easy visualization, the contrast of this image has been 
enhanced by changing the range of the color map (see Figure 3.4(a)). To compare the 
reflectance of the inactive and preoccupied areas, the averaged reflectance of each site was 
calculated. The preoccupied area with 27500 pixels has the averaged reflectance of 0.34582 
± 1.2 E-5, which is very close to the reflectance of a gold-air interface. The standard error 
(i.e., ± 1.2 E-5) is measured by dividing the standard deviation of noise at each pixel (i.e., 
0.0057 of the signal value) by the root mean square of the number of observations, 27500. 
The averaged reflectance of the inactive area with 15000 pixels is 0.35401 ± 1.6 E-5. The 
difference of reflectance between the preoccupied and the inactive areas is 0.00819, which 
is more significant than the standard errors of the measurement. The difference in the 
reflectance values at the two sites indicates there exists a material difference between the 
preoccupied area and the inactive area. SPR reflectance at the fixed angle and wavelength 
depends on the refractive indices and the thickness of the test media involved. As the 




refractive index of air and water is constant over the entire study area, the difference of 
reflectance values can only be attributed to the changes in the thickness of the water film.  
Figure 3.4(b) depicts the theoretical SPR curve at 550 nm for a 4-layer medium (BK7 
prism, gold, thin water film, and air) with different thicknesses of water film. It can be seen 
in the figure that the sensitivity in measuring thin film is higher when SPRi with IM is 
performed at 1.0~3.0 degrees, far from the SPR minimum angle of air; that is the reason 
that 44.8 degrees was selected as the experimental angle for SPRi with IM. At this angle, 
a monolayer thickness of water film (0.275 nm) yields a 0.01150 increase in the SPR 
reflectance value (see Figure 3.4(c)). As the reflectance of the preoccupied area is very 
close to the reflectance of the gold-air interface, it can be concluded that only air exists on 
the gold surface, i.e., the preoccupied area is a dry zone. However, the reflectance of the 
inactive area is 0.00819 larger than the reflectance of the gold-air interface and the 0.00819 
of reflectance unit indicates the presence of a molecularly adsorbed water film (not high-
concentration water vapor nor adsorbed volatile organic compounds). The surface coverage 
of this adsorbed monolayer of water in our experiment is 0.71 (m2/m2) (see section4.4.2.1). 
It should be mentioned that it is likely that droplets constantly evaporate on the surface due 
to the high temperature of the substrate (~ 35 °C); this may cause a high concentration of 
water vapor around the droplets. However, the automated SPRi instrument cannot 
differentiate the difference between gasses, i.e., the sensitivity of the SPRi instrument in 
measuring the refractive index is less than the change of refractive indices from air to high-
concentration water vapor.  
The aforementioned standard cleaning protocol using isopropyl, acetone and DI water 
cannot remove the adsorbed volatile organic compounds from the surface [95, 96, 98, 99]. 
It was likely that adsorbed organic compounds were present on the surface even prior to 
the visualization experiment. Moreover, the preoccupied area that emerges after the 
coalescence is dry, i.e., it does not have the adsorbed water thin film. It has been reported 
that DI water cannot remove adsorbed organic compounds on the surface (Saga and Hattori 
2005). This means that if an organic adsorbed film exists on the surface, it cannot be 
removed by the droplet. As the reflectance measurement was conducted by subtracting the 
pixel value of the background images from condensation mages, the net effect of adsorbed 
volatile organic compounds on the reflectance would be zero or negligible. Therefore, the 
changes in reflectance cannot be attributed to the adsorption of volatile organic compounds 
on the surface.  
The nucleation of droplets at the preoccupied area can be explained with the new 
experimental results. The adsorption of vapor molecules on the surface minimizes the 
surface energy of the substrate. As the preoccupied area is dry, it has higher surface energy 
compared to the inactive area between the droplets. The preoccupied area with high surface 
energy serves as a favorable site for water vapor to condense and nucleate on the substrate, 
as shown in Figure 3.3(c). We cannot comment on the evolution of the dry zone between 
9 ms and the time when nucleation starts; this is because the spatial resolution (4 µm) is 
larger than the size of the first nucleus. In our future work, we will answer to the question 
of whether an adsorbed film forms on the dry zone, followed by nucleation or whether the 





Figure 3.4 (a) Reflectance of the inactive area is 0.00819 larger than preoccupied area with 
reflectance of 0.34582, (b) theoretical SPR curve for the 4-layer medium (BK7 prism, gold 
layer, thin water film, and air) with different sizes of water film at 550 nm, and (c) the 
change of reflectance with the increase in the size of the water film at 44.8 degrees; the 
reflectance of the preoccupied are represents the dry area on the substrate and the 
reflectance of the inactive area shows the existence of a monolayer film between droplets. 
3.4.2.1 Mechanism of Dropwise Condensation  
There is no united understanding of dropwise condensation phenomena because of the 
complexity of the physics involved. The mechanism of dropwise condensation has been 
under debate for the past 90 years [69]. Two main theories have emerged; both theories 
have been supported with experimental results [23, 25]. However, the experimental 
methods used in these studies were not able to measure sub-nanometer film thicknesses at 
high speeds (>1,000 FPS) in ambient conditions. To the knowledge of the authors, this is 
the first time that the coexistence of an adsorbed film between a droplet and the dry zone 
at the preoccupied area during dropwise condensation has been experimentally reported.  
Although the film rupture theory can explain the existence of a thin film between the 
droplets, it is unable to explain the existence of a dry zone at the preoccupied areas. Thus, 
the results of this study undermine the validity of film rupture theory. Our results suggest 
that either nucleation theory or a combination of both film rupture and nucleation theory 
can explain dropwise condensation on a solid substrate. 
The average thickness of the absorbed layer between droplets presented here can be 
explained with the theoretical approach that Umur and Griffith [23] used in their work. 
According to the adsorption theory, molecules in the gas can adhere to the solid surface. 
The fraction of a surface covered by adsorbed molecules is called surface coverage. 
Langmuir theory [100] explains that striking molecules on the surface can adsorb them to 
the surface; subsequently, they evaporate from the surface. Under an equilibrium condition, 
the rate of adsorption is equal to the rate of evaporation. The Langmuir isothermal model 
assumes the maximum surface coverage of the adsorbed molecule is one monolayer. The 











𝑅(𝑇+273.15)          ( 3.4 ) 
To find the surface coverage during dropwise condensation, consider a solid substrate that 
has interface with both vapor and liquid under an equilibrium condition (T and P are 
constant). For this system, we can write at the solid-vapor interface (subscript s) and liquid-












𝑅(𝑇+273.15)      ( 3.6 ) 
For the liquid interface, 𝛬𝑙 is one. By dividing equation ( 3.5 ) by equation ( 3.6 ), the 𝛬𝑠 











        ( 3.7 ) 
The values for kas and kal are close to unity; therefore, their ratio can be considered to be 
one. It can be shown that the work of adhesion between the solid-liquid interface to the 






(1 + 𝑐𝑜𝑠 𝜉)         ( 3.8 ) 
For the case of dropwise condensation where 𝜉⁡is larger than zero, the ws/wl is smaller than 
one. Using the properties of water at the pressure of 1 bar and temperature of 35 ºC and 
considering molar latent heat of 43.56 kJ/mol instead of wl, one obtains Λs < 1 (m
2/m2). The 
average thickness of the surface is proportional to the surface coverage. Surface coverage 
in our experiment can be obtained to be 0.71 (m2/m2). Our measurement shows the 
thickness of the adsorbed layer is not greater than a monolayer in majority of the inactive 
area. However, based on our visualization, there are some limited locations on the inactive 
area, such as the area between two large droplets (see Figure 3.3(a)) that have a local 
thickness of more than one monolayer. We are not certain whether these areas have 
adsorbed film more than a monolayer or if they are covered with micro/nano droplets less 
than the spatial resolution of our imaging (4 µm). In either case, the effect of these areas is 
neglected in the heat transfer models developed based on the nucleation theory of dropwise 
condensation [102]. It is possible to further improve the spatial resolution of SPRi [86]. In 
our future studies, we will enhance the spatial resolution (550 nm) of the SPRi instrument 
to study these high-density areas on the substrate, and interaction of water molecules in the 
adsorbed layer with neighboring droplets. Moreover, the mechanism of initial drop 
formation at the onset of condensation will be studied to enable a full view of the dropwise 




3.5 Conclusion  
The current study developed an automated, angle-scanning SPRi instrument by integrating 
linear and rotating motorized stages. This instrument improves the conventional SPRi that 
uses the AM technique by enhancing the resolution of angle probing, increasing the speed 
of angle scanning, and minimizing the angle-dependent image artifact. This automated 
instrument can perform angle scanning at a range of 40.0 to 80.0 degrees, which is suitable 
for sensing a variety of organic dielectrics, including air and water. The angular resolution 
can easily be adjusted from 10-3 to 1.0 degrees, depending on the precision required for an 
experiment. The instrument has a large field of view, which is perfect for studies related to 
fluid dynamics applications. The SPRi instrument, combined with high-speed imaging, 
introduces a new tool for real-time imaging of phase change phenomena, such as drop 
coalescence, condensation, and evaporation. Our newly developed, automated SPRi 
instrument successfully recorded the evolution of drop coalescence at 3,000 FPS and a 
spatial resolution of 4 µm. This SPRi instrument will be able to achieve higher spatial and 
temporal resolutions when a stronger illumination system and a larger NA objective lens 
are implemented for the imaging. We numerically and theoretically demonstrated that the 
SPR signal dependence on temperature close to the SPR minimum angle of air is less than 
1% when the temperature changes from 25 °C to 70 °C. This means that there is no need 
for a thermally controlled test chamber or a Peltier stage for visualization of phase change 
phenomena. The probability of noise in the imaging was studied and used to measure the 
standard error of the thin film measurement. Our observation of dropwise condensation 
reveals 1) the presence of a thin film with thickness of one monolayer, and 2) surface 
coverage of 0.71 m2/m2 by the thin film in the area between the droplets. When the 
coalescence happens, the droplet motion wipes part of the substrate and leaves a dry area 
behind. The dry area serves as a new site for drop nucleation. Our high-speed SPRi 
instrument for thickness measurement provides experimental data that shows − for the first 
time − the coexistence of a dry area and adsorbed film on the substrate during dropwise 
condensation. The results of this work cast doubt on film rupture theory as the dropwise 
condensation mechanism. In future work, we will enhance the sensitivity and spatial 
resolution of our SPRi instrument to have a more in-depth study on the nucleation phase 





4 The Effect of Adsorbed Volatile Organic Compounds 
on an Ultrathin Water Film Measurement 
The physics of dropwise condensation has been under study for more than nine decades 
[1,2]. However, despite a significant body of prior work, there is still not a united theory 
behind the physics of dropwise condensation [3]. The main differences between the 
theories are (I) whether a thin film forms on a surface and ruptures to form droplets or the 
droplets nucleate heterogeneously on a surface, (II) whether a thin film exists between the 
droplets during the dropwise condensation, and (III) whether the thin film between the 
droplets contributes to the overall heat transfer from a surface [4]. To clarify these 
ambiguities about the physics of dropwise condensation, it is required to atomistically 
probe the solid–vapor interface during phase-change to evaluate the existence and structure 
of the thin film and initial nuclei that develop during condensation. In this regard, we have 
recently shown for the first time the existence of a monolayer film of water between 
droplets during the dropwise condensation on a smooth gold surface; this work was enabled 
by surface plasmon resonance imaging (SPRi) at 3000 frames per second (FPS) [5,6]. In 
our prior manuscripts, we discussed the development of the experimental apparatus and the 
uncertainty/error of the imaging. Another type of error that can affect water thin film 
identification and measurement is related to surface properties. As properties of a surface 
can affect the heterogeneous nucleation, it is necessary to study surface heterogeneity and 
subsequent influence on thin film measurement results. Surface roughness [7–9] and 
surface contamination [10–12] are among the reasons for surface heterogeneity. 
Surface contamination is a critical problem in the thickness measurement, specifically 
ultra-thin film thickness (1 < nm) [13]. Inevitable contamination, such as adsorbed volatile 
organic compounds (VOCs) on a surface, interfere with measuring the thickness of a thin 
film by changing the refractive index and thickness of the thin film [14]. VOCs are airborne 
and can manifest in the form of chlorinated hydrocarbons, aromatic hydrocarbons, mono- 
and polyalcohols, and ketones [15]. Storing samples to minimize the accumulation of 
contaminants and surface treatment to minimize the effect of VOCs on a surface are the 
routine preprocessing steps before measuring a thin film using SPRi [16]. Although these 
steps minimize the amount of unwanted adsorbed VOCs on a surface before an experiment, 
the adsorption of VOCs on a surface during an experiment is inevitable. In particular, the 
effect of adsorbed VOCs on a measuring signal can be considerable when the measurement 
takes in the ambient atmosphere and runs for a long time‒such as in the case of identifying 
a thin film that may exist between droplets during the dropwise condensation on a smooth 
surface.  
In this work, two surface-treatment procedures were studied for removing contamination 
and particles from the gold surface. The effects of these two cleaning procedures on the 
surface uniformity, surface wettability, surface chemistry, and adsorption of VOCs were 
studied using atomic force microscopy (AFM) [17], optical microscopy [18], X-ray 
photoelectron spectroscope meter (XPS) [19,20], and SPRi [21]. Through this research, the 
cleaning procedure that has the minimum effects on ultrathin film measurement using SPRi 
was identified, and the error associated with the adsorption of VOCs during thickness 




4.1  Materials and Methods 
4.1.1 Sample Fabrication 
Plain glass slides (75 mm × 25 mm × 1 mm, catalog number 48300-026, VMR 
International, Randor, PA, USA) were immersed in a piranha solution (a mixture of H2SO4 
and H2O2) for 20 min to remove residues of organic contaminations on the glass surface, 
followed by thoroughly rinsing with water and drying with nitrogen prior to the gold 
deposition procedure. Then, 2.5 nm of titanium as an adhesion layer and 50 nm of gold (n 
= 0.4241 + 2.4721 i) were deposited on the glass slides using a Denton DV6 sputter 
deposition system. Samples were left in ambient conditions (an average relative humidity 
of 33% and an average temperature of 28 °C) for three months before using them for the 
surface characterization experiments. The period of three months provided enough 
exposure time for the adsorption of VOCs on the surface [11,12]. Gold-coated samples 
were cut into pieces and cleaned using a standard cleaning protocol (SCP) before the 
surface characterization experiments using the following procedure—10-min ultrasonic 
cleaning in acetone (CAS 179124-4L-PB, Sigma Aldrich, St. Louis, MO, USA), 10-min 
ultrasonic cleaning with isopropyl alcohol 99% (CAS 67-63-0, Pharmco Aaper, Bookfield, 
CT, USA), vigorous rinsing with deionized (DI) water for 1 min, and drying with high-
purity-grade nitrogen. [22]. 
4.1.2 Surface Characterization 
Table 4.1 shows the surface cleaning and sample storing methods studied in this work. One 
sample was used as-is without any further cleaning process; this sample was used as a 
reference. Two cleaning procedures were studied: cleaning using SCP and cleaning using 
SCP followed by plasma cleaning with air using a Harrick plasma cleaner (Harrick Plasma, 
Ithaca, NY) at 18 W for five minutes. The plasma-cleaned samples were exposed to two 
environmental conditions—(1) in a sealed desiccator at atmospheric pressure and (2) in an 
open container in normal room conditions (an average relative humidity of 33% and an 
average temperature of 28 °C). 
Table 4.1 Details of the cleaning procedure and storing method of the samples. 
Preparation Sample 1 Sample 2 Sample 3 Sample 4 
Cleaning procedure - SCP + Plasma SCP + Plasma SCP 
Storing method Open container Open container Sealed container Open container 
 
Table 4.2 shows the surface characterization methods that were implemented to study the 
samples. As the gold-coating quality and glass-slide surface properties may have varied 
from one sample to another sample, we tried to minimize these effects on the surface 
characterization results by using a single glass slide for each surface characterization 
method. A single glass slide was cut into three pieces for AFM measurement, one glass 
slide was cut into 3 pieces for XPS measurement, and one glass slide was cut into four 
pieces for contact angle measurement. The surface morphology of samples 2, 3, and 4 at 




the duration of time a sample was exposed to the ambient environment after the cleaning 
process and before the onset of the study) was monitored using AFM. To ensure the 
repeatability of the result, AFM studies was repeated at three random locations on each 
sample. The equilibrium contact angle of samples, defined by the mean of the contact 
angles at five different locations on a sample, was measured by dispensing water droplets 
with a volume of 0.2–0.5 µL. The contact angle was measured for samples 1, 2, 3, and 4 at 
exposure times of 0, 4, 18, 46, 180, 1100 h. The surface chemistry of samples was studied 
by XPS (PHI 5800 X-ray photoelectron spectrometer, Mg X-ray source, θ = 45°). 
Table 4.2 Surface characterization methods used to study the surface properties of the 
samples. 
Analysis 
Exposure Time (h) 
Sample 1 Sample 2 Sample 3 Sample 4 
XPS - 
0, 4, 17, 43, 180, 
893 
0, 4, 17, 43, 180, 893 0 
AFM - 2, 17, 41, 185 2, 17, 41, 185 2, 17, 41, 185 
Contact Angle 
0, 4, 18, 46, 180, 
1100 
0, 4, 18, 46, 180, 
1100 
0, 4, 18, 46, 180, 
1100 
0, 4, 18, 46, 180, 
1100 
SPRi - 1~110 1~110 1~110 
4.1.3 Adsorbed VOC Characterization Using SPRi 
SPRi was used for real-time tracking of adsorbed VOCs on a surface. Our in-house-
developed automated SPRi instrument was used for the imaging. Figure 4.1(a) shows a 
schematic of this instrument. P-polarized monochromatic collimated light required for the 
SPRi forms by passing a divergent light from a LED illumination system through the 
optical array (focusing lens, biconvex lens, apertures, 550 nm bandpass filter with a full 
width-half maximum of 10 nm, and p-polarizer). A stationary mirror and a rotating mirror 
direct the light to launch on a prism. Reflected light from the prism is guided toward a 
charge-coupled device (CCD) camera using a second pair of rotating and stationary 
mirrors. The recorded light contains information on the thickness and refractive index of 
the medium on top of the gold-coated glass. The use of a motorized rotating and linear 
stage allows for sweeping the incident angle to obtain the SPRi reflectance curve of a 
sample. The reflectance curve of the sample reveals the surface plasmon resonance (SPR) 
angle (the angle corresponding to the minimum reflectance), which works as a fingerprint 
for characterizing the materials on top of the gold substrate. The characterizations of 
adsorbed VOCs on samples 2 and 4 were done separately. For each sample, first, the 
corresponding SPR angle of the sample was found by sweeping the incident angle from 
40° to 60°. Then, the incident angle was adjusted to 1.5° below the SPR angle (46.3°), i.e., 
44.8°, and the time-lapse images (one frame per 1 min) of each sample were recorded for 
110 h at room conditions (relative humidity of 33% and temperature of 28 °C), Figure 
4.1(b). To ensure the repeatability of the result, SPRi was repeated three times for sample 
2 and sample 4. The schematic of the SPRi of dropwise condensation is illustrated in Figure 
4.1(c). First, the reflectance curve for a sample cleaned with SCP was obtained using SPRi 
wit(b)zh angle-scanning. Then, the incident angle was fixed at 44.8° and the setup was 




on the sample, we placed an indium tin oxide (ITO)-coated glass slide as a heater at a 
distance of 5 mm above the gold surface. A water column (between the heater and the gold-
coated glass) with a size of 15 ± 5 µm was formed using a syringe. By heating the water 
column, part of the water column evaporated and condensed on the surface. The 
temperature and relative humidity above the study area were 45 °C and 60 ± 4%, 
respectively, while the condensing surface temperature was 35 °C. The details of the 
dropwise condensation experiment, image processing, statistical noise analysis, 






Figure 4.1 (a) Schematic of the automated surface plasmon resonance imaging (SPRi) 
instrument (a p-polarized monochromatic (550 nm) collimated light was used for SPRi), 
(b) schematic of volatile organic compound (VOC) adsorption experiment using SPRi, and 
(c) experimental conditions for SPRi of dropwise condensation (brighter color represents 




4.2 Results and Discussion 
4.2.1 Proper Cleaning Procedure Prior to the Dropwise 
Condensation Experiment 
Surface defects [7–9] and adsorbed VOCs [10–12] on a surface are key factors that 
contribute to surface heterogeneity. Surface heterogeneity can cause abnormality in the 
mechanism of dropwise condensation on a smooth surface. As our final goal was to study 
the effect of surface treatment on the measurement of ultrathin water film during the 
dropwise condensation process on a smooth surface, we studied the effect of surface 
cleaning methods on the surface properties (surface uniformity, surface wettability, and 
surface chemistry). Figure 4.2(a) and (b) show the surface morphologies of sample 2 with 
exposure times of 2 h and 185 h, respectively. The root-mean-square of the surface 
roughness for samples 2 and 3 was reduced slightly (within 183 h exposure time) from 1.10 
± 0.02 nm to 0.95 ± 0.10 nm and from 1.14 ± 0.02 nm to 0.83 ± 0.06 nm, respectively. 
Meanwhile, the root-mean-square of surface roughness for sample 4 changed from 1.57 ± 
0.01 nm to 1.70 ± 0.1 nm. The AFM analysis showed that the surface had a uniform, smooth 
coating. However, the error of measurement (based on three measurements at three 
different locations of each sample) increased for all three samples over time. This showed 
that the adsorption of contamination on the surface can slightly affected the homogeneity 
of the surface. As the associated error was smaller than 0.10 nm over the course of 183 h, 
we can consider these samples to have had a uniform surface structure. Figure 4.2(b) shows 
a defect on the surface of the gold-coated glass; a defect can cause heterogeneous 
nucleation during the dropwise condensation process [9]. It can be seen in the example case 
in Figure 4.2(c) that atomic-scale defects and surface edges on the gold-coated glass caused 
heterogeneous nucleation on the surface (bright spots are micro-size droplets; the darker 
color represents the gold substrate). This image was recorded at the onset of dropwise 
condensation using SPRi [23]. As the surface defects were limited on the gold-coated glass 
surface, and these defects were prescreened prior to the dropwise condensation 
experiments, the presumption of homogenous nucleation due to the smooth condensing 








Figure 4.2 AFM images of the sample 2 surface (gold-coated glass, plasma-cleaned and 
stored in an open container at room conditions) after exposure times of (a) 2 h and (b) 185 
h, (c) SPRi of dropwise condensation (the darker color represents the gold substrate and 
the brighter color shows the droplets) shows surface defects can cause heterogeneous 
nucleation, and (d) contact angle measurements of the samples. 
Equilibrium contact angles of DI water drops on the gold surface are shown in Figure 
4.2(d). The averaged contact angle for sample 1 remained relatively constant at 79.4° over 
the 1100 h period. The contact angle variations over the exposure time of 1100 h were more 
significant for plasma-cleaned samples ‒sample 2 (contact angle increased exponentially 
from 27° to 70°) and sample 3 (contact angle increased exponentially from 23° to 68°). For 
sample 4, which was cleaned with the SCP, the averaged static contact angle was slightly 
increased (from 70° to 76°) in 1100 h. The results showed that the cleaned samples had 
smaller contact angles, as compared to the sample with no surface cleaning (sample 1). The 
decrease of contact angle after surface cleaning could have been an indication of removing 
some adsorbed VOCs from the surface. The variations in the contact angles were more 
significant (~ 44°) in the plasma-cleaned samples. 
To understand the mechanism of increased hydrophobicity in the plasma-cleaned samples, 
we analyzed the variation in surface chemistry using XPS. A broad-range energy scan of 
the cleaned samples showed the presence of gold (Au 4f), carbon (C 1s), and oxygen (O 
1s) on the samples’ surface, see Figure 4.3(a). High-resolution XPS spectra of C 1s and O 
1s indicated that the atomic parentage of C 1s and O 1s increased significantly on the 
plasma-cleaned surfaces during the one-month exposure time, see Figure 4.3(b). For 
sample 2, the ratio of C/Au, which is the indicator of adsorbed VOCs, increased by 240% 
during the exposure time of one month. The result showed the amount of non-polar C‒C 
(or C‒H), which is responsible for hydrophobicity, was the dominant part (76%) of the 
adsorbed hydrocarbons. The high-resolution XPS spectra of sample 4 (seen in Figure 
4.3(c)) revealed that the adsorbed VOCs on the surface did not contain a polar C=O bond 
that causes hydrophilicity on the surface. This could explain the larger contact angle (76°) 
of sample 4 cleaned with SCP, as compared with the eventual contact angle (70° after an 




used SCP as the cleaning procedure for the gold samples before the condensation 
experiment. SCP produced negligible changes to the chemistry of the surface, as compared 
to the plasma cleaning method. Therefore, the effect of concurrent adsorption of VOCs 
during the condensation experiment, which can take up to several hours after the cleaning 




Figure 4.3 (a) Broad-range energy scan and (b) high-resolution XPS spectra of sample 2 
(exposure time of 0 and 893 h) and sample 4 (exposure time of 0 h). 
4.2.2 Proper Storing Methods of Gold-Coated Samples 
As the samples–in our study, gold-coated glass–are usually fabricated in batches weeks or 
months before the experiment, it is important to properly store them to minimize the 
amount of absorbed contaminations (as a result, surface heterogenicity) on the samples’ 
surface. Samples 2 and 3 cut from the same glass slide were both cleaned by SCP, followed 
by air plasma cleaning. Therefore, the initial conditions for both of these samples should 
have been relatively similar. As Table 4.2 shows, sample 2 was kept in an open container 
in an area of a laboratory that is less accessible by personnel (an average relative humidity 
of 33% and an average temperature of 28 °C). Further, sample 3 was placed in a sealed 
desiccator. The AFM results showed the roughness of the two samples were relatively 
similar during the 185 h exposure time. The contact angle results show a similar trend in 
the increase of contact angle (44° increase in 1100 h). The atomic percentage of O 1s, C 
1s, and Au 4f from XPS are depicted in Figure 4.4 for samples 2 and 3. The results indicate 
that the atomic percentage of C 1s changed from ~ 24% to 40% in one month for both 
samples, while the atomic percentage of O 1s in sample 2 increased from 7% to 15% and 
the atomic percentage of O 1s in sample 3 decreased from 10% to 8%. As a result, the 
atomic percentage of Au 4f was 10% more for the sample kept in a sealed desiccator 
(sample 3) compared to the sample kept in the open container (sample 2). This result 
showed that the amount of adsorbed VOCs can be decreased on the surface when the 
samples are kept in a sealed desiccator. This storing method can be very important for 
optical microscopies, such as SPRi or ellipsometry, which are sensitive to atomic variations 





Figure 4.4 The sample stored in a desiccator (sample 3) allowed adsorption of fewer VOC 
molecules—a higher atomic percentage of Au—on its surface, as compared to the samples 
left in an open environment (sample 2) by desorbing the part of VOCs that has double 
oxygen bonds. 
4.2.3  The Effect of Adsorption of VOCs on SPR Reflectance 
As Figure 4.1(a) and (b) show, the recorded images from SPRi are in grayscale (with pixel 
intensity values in the range of 0 to 4940). For the quantitative analysis of the results, it is 
required to normalize the images by converting the pixel intensity value into units of 
reflectivity (0–1). Reflectivity units show the ratio of reflected light from the prism into 
the incident light on the prism and allow comparison between the SPR theoretical model 
and the experimental result. The theoretical SPR reflectance can be modeled by solving the 
Fresnel equation for transverse magnetic light (p-polarized light) in a four-layer 
configuration BK7 prism, gold, water, and air as: 
12 2 2 12 23 2 2 34 3 3
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    ( 4.1 ) 
In this equation, the thickness of the air and the BK7 prism are considered infinity, and the 
thickness of the gold layer is 50 nm. In the case of SPRi of adsorbed VOCs on the surface, 
the thickness of the water layer is zero and Equation (1) reduces into the three-layer system. 
It is important to note that we assume the initial thickness of adsorbed VOCs on the surface 
is zero on the surface. For normalization of images, we introduced a scaling factor: 
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At a wavelength of 550 nm, the RSPR, t, max and RSPR, t, min were, respectively, 0.778 (at α = 
42.0°) and 0.089 (at α = 46.3°) from theoretical reflectance–angle plot. The reflectivity at 
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       ( 4.4 ) 
The reflectance–incident angle curves for samples 2 and 4 are shown in Figure 4.5 (a) and 
(b), respectively. The results show a good agreement between theoretical and experimental 
results. The real-time effects of adsorbed VOCs on the SPR reflectivity were measured by 
visualizing changes in the reflectivity of the surface at a fixed incident angle of 44.8°. This 
angle is the same angle we used for observation of dropwise condensation. Figure 4.5(a) 
shows the reflectance changes with time for sample 2. The result indicates an odd behavior; 
initially, (for the first 43 h) reflectance dropped significantly (~ 5%). In the next 70 h, 
reflectance gradually increased (1%). The SPRi was set up in such a way (incident angle 
of 44.8° and wavelength of 550 nm [5]) that any increase in the reflectance showed an 
increase in the thickness of the adsorbed layer and/or an increase in the refractive index of 
the adsorbed layer. Conversely, a decrease in the reflectance is an indicator of desorption 
and/or reduction in the refractive index of the adsorbed layer. As SPRi was performed 
under intensity modulation, it was not possible to deconvolute changes in the refractive 
index and the thickness of the adsorbed layer concurrently. Simultaneous measurement of 
refractive index and thickness of a film using SPRi is possible when SPRi with angle-
scanning is performed at two different wavelengths. It is possible to determine refractive 
index and thickness of sample from Equation (1) using reflectance–incident angle curve at 
two wavelengths. More information regarding the simultaneous measurement of refractive 
index and thickness can be found in our previous work [24]. In this work, we used XPS 
data to observe the trend of the adsorbed layer thickness with time. For a two-layer 
(overlayer and substrate) structure where the overlayer does not produce electrons with the 
binding energy of interest, i.e., the overlayer does not produce photoelectrons with the 
binding energy of Au 4f, the thickness (dover) of the adsorbed VOCs on the gold surface 
can be estimated from XPS data [25]: 
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For a thick substrate (dsub >> λ), IXPS, sub can be considered as I∞, the intensity of a thick 
sublayer without an overlayer. This is the case for our surface as the 50 nm thick gold layer 









Figure 4.5 SPRi results of (a) sample 2 and (b) sample 4 (the inner plots show the angle-
scanning result, and the outer curve shows the effect of adsorbed VOCs on the SPR signal 
at 44.8°) and (c) XPS result of sample 2 shows the trend of adsorbed VOCs layer thickness 
variation. 
I∞ is usually measured directly. Normally, for a metal substrate such as gold, the surface is 
argon sputtered in the XPS chamber to get the signal without the overlayer. However, our 
samples were not argon sputtered in the XPS chamber and they had a small overlayer at 
the beginning. Argon sputtering was not been implemented as it would likely have affected 
the surface morphology and homogeneity of the surface [26] (for studying the mechanism 
of dropwise condensation, the surface needs to be smooth). The initial overlayer in the first 
measurement can be seen by the presence of C 1s in the broad range scan of samples (see 
Figure 4.3). Therefore, our thickness measurement was an estimate of the additional 
overlayer thickness formed after the initial measurement and not the actual overlayer 










 =         ( 4.6 ) 
where IXPS, 0 is the signal associated with Au 4f generated from the substrate layer during 
the first measurement (t = 0 h), and the collection angle relative to the surface (𝜂) is 45°. 
The thickness of the additional overlayer was measured by assuming the adsorbed layer 
formed a uniform layer on the surface. 
Figure 4.5(c) presents the trend of thickness variations in one month for sample 2; the 
thickness exponentially increased in the first 17 h (from 0 to 0.24 nm), then it dropped 
slightly at 41 h (from 0.24 nm to 0.22 nm); finally, it increased from 0.22 nm to 0.68 nm 
at 893 h. As these results are based on a single XPS measurement, we cannot present the 
error of measurement. The increasing trend in the thickness of adsorbed VOCs means the 
initial drop in the SPR reflectance was due to a drastic decrease in the refractive index, i.e., 
the chemistry of the adsorbed VOCs on the plasma-cleaned sample initially changed from 
compounds with a higher refractive index to compounds with a lower refractive index. As 
these thickness measurements were estimated, we cannot precisely estimate the changes in 
the refractive index of the adsorbed layer. It is worth noting that a quantitative calculation 
of the adsorbed layer’s refractive index was not the goal of this work. Therefore, we only 
mention this to note the trend of changes in the adsorbed VOCs for sample 2. By tracking 
the atomic percentage of C and O in the XPS data of sample 2, we can understand how the 
amount of C–O (compared to C–C (C–H) and C=O) in a high-resolution carbon spectrum 
reduced on the surface for the first 41 h and then increased. Further, XPS data indicated 
that the peak binding energy of O-C (in high-resolution oxygen spectrum) changed from 
533.08 eV to 532.6 eV in 41 h and bounced back to 532.93 eV in the one-month period. 
The O–C peak shift and atomic percentage can be deciphered as adsorbed VOCs changing 
from aromatic hydrocarbons to aliphatic hydrocarbons in the first 41 h after exposure. The 
reflectance behavior of the plasma-cleaned sample clearly showed this method of surface 
cleaning is not a proper method for SPRi, as it can complicate the interpretation of the SPR 
results. 
The SPRi of samples cleaned with SCP (sample 4) showed a 4% increase of reflectance in 
110 h, as shown in Figure 4.5 (b). To estimate the thickness of the adsorbed layer, we 
assumed a range of refractive indices from 1. 33 to 1.4 as the refractive index of adsorbed 
VOCS. This range of refractive indices represents a variety of organic hydrocarbons [27]. 
Hence, the reflectance of 4% showed the formation of a 0.85–1 nm adsorbed layer. As 
adsorption of VOCs is inevitable during the experiment involving ultrathin film (<1 nm) 
measurement, it is imperative to quantify any uncertainties associated with the adsorption 
of VOCs. Recently, we have shown the existence of a monolayer thin film between droplets 
during the dropwise condensation process on a gold-coated glass [5]. The results of our 
work can shed new light on the mechanism of dropwise condensation, which has been 
under debate for more than nine decades. Here, we focus on the effect of adsorbed VOCs 
on a monolayer thin film measurement. The SPRi of dropwise condensation took less than 
an hour. As a result, the net effect of adsorbed VOCs on the reflectance can be estimated 
from Figure 4.5(a) as 0.0025 (reflectivity unit) or 0.053–0.0625 nm (thickness depends on 




effect of adsorbed VOCs on the SPR reflectance was conducted at lower relative humidity 
and temperature, as compared to the environmental conditions of the dropwise 
condensation experiment. It has been shown that the adsorption of VOCs reduces with 
increasing relative humidity and temperature. Therefore, the net effect of adsorbed VOCs 
on SPR reflectance during the dropwise condensation experiment should be smaller than 
0.0025 (reflectivity unit) or 0.0625 nm [28–30]. This value is only 30% of the reflectance 
measured from a monolayer film of water (i.e., the corresponding reflectance is 0.0082) 
during the dropwise condensation experiment. Quantification of adsorbed VOCs on the 
SPRi signal helps us to confidently claim that the monolayer film that we have 
experimentally observed represents an adsorbed water film. Therefore, the adsorbed film 
exists between droplets during the dropwise condensation. The next questions that needs 
to be answered by researchers are whether this thin film plays any role in the growth of 
nucleates and whether this film can affect the overall heat transfer rate. If the answers to 
these questions are positive, the future models of dropwise condensation need to be revised 
accordingly. 
4.3 Conclusions 
The existence and thickness of a thin film between droplets during the dropwise 
condensation process has been under debate for decades. In a recent article published by 
the authors, we shared our observation (using SPRi) of a monolayer-thick water film that 
exists between the droplets on a smooth hydrophilic condensing surface. As the thickness 
of this ultrathin film can be similar to the thickness of the adsorbed VOCs layer that forms 
on the surface during the dropwise condensation experiment, we used two surface-
treatment processes‒SCP and air plasma cleaning‒and four surface characterization 
techniques‒AFM, optical microscopy, XPS, and SPRi‒to quantify the effect of adsorbed 
VOCs during the dropwise condensation experiment. The results indicate that (1) both 
surface cleaning methods have negligible effects on surface homogeneity, (2) neither 
method fully removes the adsorbed VOCs from the surface, (3) the rate of adsorption of 
VOCs after plasma cleaning is high and it can cause up to 5% change in the SPR signal, 
(4) the SCP is recommended prior to sensitive measurement such as ultrathin film (<1nm) 
measurement using SPRi due to its minimal effect on the SPR reflectance, and (5) the 
thickness of adsorbed VOCs is more than 70% smaller than the thickness of the monolayer 
film that is observed between the droplets during the dropwise condensation on a gold-






5 Dropwise Condensation Mechanism on Smooth 
Hydrophilic Surface 
Dropwise condensation has the potential to improve efficiency and reduce maintenance 
costs of heat transfer systems. However, efforts to design and fabricate surfaces to sustain 
long-term dropwise condensation have not been successful [68, 103]. The main reason is 
that the physics behind dropwise condensation is not fully understood [27]. Currently, there 
are two competing theories on the mechanism of dropwise condensation: classical 
nucleation and film rupture theories [69]. Nucleation theory was first introduced by 
Tammann and Boehme in 1935 [26]. This theory claims that droplets nucleate 
heterogeneously on the surface. Then, the droplets grow and coalesce to make larger 
droplets. Heat transfer is dominant through the droplets (defined as the active area) and 
the area between the droplets is considered inactive. Umur and Griffith [23] 
experimentally showed nucleation theory is the mechanism of dropwise condensation. 
They studied the static dropwise condensation of steam on gold surface and showed no 
film larger than a monolayer exists between droplets. Therefore, their finding supports 
the area between droplets is not active in heat transfer. The majority of researchers 
support nucleation theory as the governing mechanism of dropwise condensation [104]. 
Numerical models that have been developed to predict dropwise condensation are 
mostly based on nucleation physics [27, 105]. 
Film rupture theory was first introduced in 1937 by Jacob et al. [24]. This theory 
hypothesized that vapor condenses as a thin film on the surface. At a critical thickness, 
the thin film breaks up and small droplets form on the surface. According to this theory, 
a thin film (e.g., a film with thickness larger than a monolayer) exists between droplets. 
Song et al. [21]argued that dropwise conduction is a dynamic process. Therefore, the 
static dropwise condensation experiment conducted by Umar and Griffith [23] could not 
represent the actual dropwise condensation process. Song et al. showed experimentally 
the presence of thin film between droplets during the dynamic dropwise condensation 
of steam on a steel surface. 
The work of Umar and Griffith [23] is one of the main experimental studies that support 
the nucleation theory and the research of Song et al. [21] is one of the main supporters 
of film rupture theory. These conflicting experimental works are the main reason for 
existing of two competing theories on the mechanism of dropwise condensation. In this 
work, we study the dropwise condensation mechanism by conducting similar 
experiments to the works of Umar and Griffith  [101]and Song et al. [21].  
Due to the need for visualization of interfacial phenomena with high-frequency features, 
such as ultrathin film instabilities, we developed an automated SPRi instrument, the first-
ever reported instrument capable of imaging a sub-nanometer film at high-speed (up to 
10,000 FPS) in ambient conditions [1]. This developed near-field imaging system was 
applied [1-3, 106] to understand the physics of dropwise condensation under debate for the 
past nine decades [69]. We interpret the static dropwise condensation in Umar and Griffith 
work [23] as stable dropwise condensation (SDC) occurring at a very low condensation 




Here, the droplet growth rate of 1 µm/s in diameter allows us to conduct SDC on the gold-
coated glass. Our interpretation from the dynamic dropwise condensation of steam 
mentioned in Song et al. work [21] is unstable dropwise condensation (UDC) on a 
hydrophilic surface. UDC is a dropwise condensation that degrades over time and 
eventually turns into film wise condensation. In this work, UDC of steam was conducted 
at a droplet growth rate of 20 µm/s in diameter on a gold-coated glass.  
5.1 Experimental Procedure 
The visualization of dropwise condensation was carried by SPRi instrument. The SPR 
instrument used for this study was an in-house developed microscope [1]. The schematics 
of dropwise condensation experiments are detailed in Figure 5.1. The substrate is 50 nm 
gold with 2.5 nm of titanium as an adhesive layer coated on a glass substrate. SDC was 
conducted at the droplet growth rate of 1 µm/s in diameter. As Figure 1(a) shows an ITO-
coated glass is placed 4-5 mm above the gold surface as a heater and a water column with 
a volume of 10-15 µl is formed between the substrate and the heater. By heating the water 
bridge the water evaporates and condenses on the gold surface. During the visualization of 
dropwise condensation, the temperature of the gold surface was at 35 ℃, the local 
temperature of air above the gold surface was at 45 ℃, and the RH was at 60 %. The 
thermocouples are not shown in the schematics of Figure 5.1. In the case of UDC, a 3-D 
printed chamber with an inlet and outlet is placed on top of the gold surface as an enclosure 
(see Figure 5.1 (b)). The relative humidity (RH= 99 %) and temperature (T = 97 ℃) are 
monitored inside the enclosure using one temperature and relative humidity sensor (DHT22 
sensor based on ArduinoMega 2560 controller). The steam was introduced into the 
chamber from the inlet and vent from the outlet of the chamber. As dropwise condensation 
of steam occurs on a smooth gold surface and no drainage mechanism was designed for 
this surface, it is intuitive to see the degradation of dropwise condensation in the long term. 
The SPRi visualization was carried out at 550 nm and 680 nm for both stable and unstable 
dropwise condensation. More details about the experimental procedure, visualization, and 





Figure 5.1 (a) Schematic of experimental setup for stable dropwise condensation and (b) 
schematic of experimental setup for unstable drpwise condensation. 
In the case of SDC at the RH of 60%, the condensation rate was approximately 0.0009 
µl/(mm2 s), or a heat transfer rate of 0.2 W/cm2. The droplet growth rate was roughly 
calculated to be around 1 µm/s in diameter. In the case of UDC, the droplet growth rate 
was calculated roughly to be around 20 µm/s in diameter. SDC and UDC were repeated 3-
5 times at both wavelengths of 680 nm and 550 nm. The camera was set up at 43.15 degrees 
(0.15 degrees below SPR angle for air at 680 nm) and 44.80 degrees (1.5 degrees below 
SPR angle of air at 550 nm), respectively for SPRi with intensity modulation at 680 nm 
and 550 nm. Figure 5.2 shows the theoretical reflectance curve for SPRi of a 1 nm layer of 
water at wavelengths of 550 nm and 680 nm. The experimental angles shown in these plots 
are the incident angle of 44.80 degrees and 43.15 degrees respectively implemented for 
SPRi with intensity modulation at 550 nm and 680 nm. At 550 nm and experimental angle 
of 44.80 degrees, a 1 nm water film can result in a ~ 4 % change in the reflectance of the 
recorded signal. While at 680 nm and experimental angle of 43.15 degrees, a 1 nm of water 
on the gold surface can produce ~16 % change in the reflectance. Therefore, SPRi with a 
higher wavelength provides a better resolution in measuring ultrathin films. On the other 
hand, SPRi at 550 nm provides a better lateral resolution for our imaging; The lateral 
resolutions at 550 nm and 680 nm respectively are 4 µm and 10 µm. Because of the trade-
off in resolutions, we repeated the dropwise condensation experiments at both wavelengths 








Figure 5.2 Theoretical SPR plots showing the effect of 1 nm water film on the reflectance 
at (a) 550 nm and (b) 680 nm. 
 
5.2 Results and Discussions 
5.2.1 Onset of SDC 
As SPR imaging is a powerful technique in the detection of thin films, we designed our 






Figure 5.3 (a) shows the SPRi (at 680 nm) results of SDC at the onset of condensation. 
Online Resource 1 shows the corresponding video of SDC at 680 nm. The light gray and 
dark gray respectively represent water and gold surface. The visualization of the surface 
starts at 0 s, after about 6 seconds The first droplets form on the surface after 18 s from the 
start of visualization. The reflectance variation is measured by tracking the averaged 
reflectance of pixels in the red dotted box with time. The location of red dotted box is 
chosen in vicinity of water bridge as the initial droplets emerge on part of the surface that 
is closer to the location of water bridge. As aforementioned, the formation of a water film 
with the thickness of a molecule layer corresponds to a 4% change in the measured 
reflectance. However, the result indicates reflectance variations before the emergence of 
the first droplets is infinitesimal (see Figure 5.3 (b)). This means no film even as small as 
a molecule layer forms on the surface prior to the emergence of droplets at the onset of 
SDC i.e., the initial droplets form by heterogeneous nucleation on the surface. In our other 
work [1], we showed the area between droplets are covered with a monolayer film during 
SDC. Our results confirm the finding of Umur and Griffith [23] in support of nucleation 
theory as the mechanism of dropwise condensation. 
.  
 
Figure 5.3 Time-lapse images recorded using SPRi at 680 nm from the onset of SDC shows 
no thin film forms on the surface prior to the droplet formation. 
In a different set of experiments, the water bridge on the surface was slightly relocated on 
the surface. After ~16 s, SDC was conducted by heating the water bridge using the ITO 
coated glass. Figure 5.4 shows time-lapse images of this experiment recorded using SPRi 
at 550 nm. The relocation of water bridge on the surface left behind an area with a lower 
reflectance compared to the rest of the surface. As Figure 5.4 (b) shows the area which was 
previously occupied by the water bridge (location 1) can be identified with its darker gray 
color from the rest of the surface (location 2). Our analysis shows the reflectance of location 




surface founds to be fully covered with a molecule layer of adsorbed water. Figure 5.4 (f) 
shows the temporal changes of reflectance at locations 1 and 2. It can be observed the rate 
of water adsorption on the surface increased with the start of SDC. The increase in RH 
after condensation (from 35 % to 60 %) and the increase in temperature (from 25 ℃ to 45 
℃) lead to an increase in the rate of water molecules striking the surface and consequently 
increase the rate of formation of the adsorbed monolayer in location 1. The visualization 
also illustrates that nucleation due to dropwise condensation occurs on the preoccupied 
area even before the completion of adsorbed monolayer formation (See Figure 5.4 (c) and 
(d)). It is worth noting that the adsorbed water molecules on the surface mostly consist of 
water molecules and not volatile organic compounds (VOCs). In chapter 4, it is shown the 
rate of adsorption of VOCs on the gold surface is much slower than the rate of adsorption 
of the molecularly adsorbed water layer on the surface [3]. 
 
Figure 5.4 (a) Water bridge on the gold surface, (b) relocation of water bridge leaving 
behind an area that is darker in color; the gold surface in ambient condition (location 2) is 
covered with a monolayer of adsorbed water, (c)(d)(e) time-lapse images of dropwise 
condensation on the surface, and (f) the reflectance of location 2 remained relatively 
constant while reflectance of location 1 increased. 
5.2.2 Visualization of UDC 
Song et al. [21] did not use any drainage mechanism on their condensing surface. Similarly, 
we have not considered any drainage mechanism on the gold surface. Therefore, it is 




break down the UDC into three stages: onset of condensation, growth of multilayer film 
up to 8 nm, and thin-film growth more than 8 nm. These stages are separated by the 
presence and/or size of the thin film between droplets. The 8 nm is the maximum thickness 
that is measurable in our SPR imaging. 
Figure 5.5 illustrates the recorded images at the onset of UDC experiments. The 
corresponding video of the onset of UDC is available as Online Resource 2. When steam 
is introduced to the surface, the vapor molecules in the ambient strikes the surface and form 
a film-like layer on the surface (see Figure 5.5(a)(b)). This layer propagates from the inlet 
of steam, i.e., in the example case of Figure 5 from the right side to the left side of the 
image. Then, the reflectance of this film-like layer increases (up to the reflectance of a 
droplet which is 0.5941 and 0.8910 respectively for SPRi at 550 nm and 680 nm, see Figure 
5.5 (c)), and eventually distinct droplets emerge on the surface (see Figure 5.5 (d)). It can 
be seen in the example case of Figure 5.5 the distinct droplets also emerge randomly on 
the surface. The visualization results may look that a thin film forms on the surface and 
eventually this film ruptures. However, due to low lateral resolution (the lateral resolution 
is respectively 4 µm and 10 µm at SPRi with 550 nm and 680 nm) of experiments, the 
visualization can be misleading. In other words, as the size of each pixel is bigger than the 
size of initial droplets that form on the surface, the colonies of sub-micron size droplets at 
the onset of condensation can also create an image similar to a thin film. Therefore, the 
current visualizations cannot provide sufficient evidence regarding the mechanism of 
droplet formation at the onset of UDC. In our future study, we will equip the SPRi with a 
high aperture objective lens to study the onset of dropwise condensation of steam with 
more details.  
 
Figure 5.5 Time-lapse images from the onset of UDC provide inconclusive evidence 
whether thin film larger than a monolayer exist on the surface; the images are recorded 
using SPRi at 680 nm. 
After Stage I, droplets grow and coalesce to create larger droplets. As no drainage 
mechanism was designed on the condensing surface, it is intuitive to expect the long-term 
dropwise condensation of steam is not sustainable on the gold surface. At stage II of UDC, 
the results show the reflectance of the area between droplets increases. The increase in the 




Figure 5.6 (a) and (b) respectively show the raw image and processed image from stage II 
of UDC. The dark blue in Figure 5.6 (b) represents water droplets and the thickness of thin-




Figure 5.6 Formation of multilayer water film between droplets during stage II of UDC (a) 
recorded image using SPRi at 680 nm and (b) processed image with thickness map and 
dark blue represents the droplet of water. 
Stage III of UDC is the growth of the thin film between droplets beyond the detection range 
(> 8 nm) of our SPRi. Figure 5.7 (a) depicts the correlation between the reflectance and 
thickness of water film for SPRi with IM (experimental angle of 43.15 degrees) at 680 nm. 
As this figure shows the reflectance associated with just air (no film on the surface) is 0 
and the reflectance associated with a liquid droplet on the surface is 0.87. The reflectance 
of 0 and 0.87 are practically the minimum and maximum reflectance that we can measure 
using our SPRi. In terms of thin film measurement, the water film with a thickness of 8 nm 
produces a signal that is equivalent to the reflectance of a water droplet, i.e., reflectance of 
0.87. Therefore, the range that we can measure a thin film with is 0 to 8 nm.  the If the 
thickness of thin film goes beyond 8 nm it shows itself in our image with a reflectance 
higher than a water droplet, i.e., the color of thin-film larger than 8 nm is slightly brighter 
than water droplets in the recorded images. As noted, it is not possible to accurately 
measure film larger than 8 nm with the current setting of SPRi. We can only comment 
whether a film with a thickness larger than 8 nm exist on the surface. The thickness of this 
film can be anything between 8 to 250 nm. Error! Not a valid bookmark self-reference. 
(b) and (c) show respectively the raw and processed image from stage III of UDC. In the 
raw image, the area between droplets has brighter color comparing to the color of droplets. 
In the processed image, droplets represent by dark blue, areas with thickness larger than 8 
nm are identified with yellow color, and areas with thickness less than 8 nm have a bright 





Figure 5.7 (a) Correlation between reflectance and thickness of water film for SPRi at 
experimental angle of 43.15 degrees and wavelength of 680 nm, (b) raw image of the thin 
film between droplets during UDC (dark gray and bright gray represent water and thin film 
respectively), and (c) processed image of the thin film grows between droplets during UDC 
(dark blue, light blue, and yellow color respectively represent droplet, film with thickness 
smaller than 8 nm, and film with thickness larger than 8 nm) 
Figure 5.8 shows the time-lapse images of coalescence during stage III of UDC. It can be 
observed that after the coalescence, the swept area on the surface is not dry. In the example 
case of Figure 5.8, the thickness of swept area just after the coalescence increases beyond 
8 nm, i.e., the reflectance of this area is higher than the reflectance of a droplet. Then, 
reflectance drops to a value lower than the reflectance of a droplet, i.e., the thickness of 
film becomes smaller than 8 nm. This fluctuation in thickness of film may be an indicator 
of the thin film instability or lateral transition of water molecules in the thin film. Figure 
5.8 (d) shows the new droplets emerging on the surface after 42 ms from the start of 




5.8. Our results on UDC confirm findings of Song et al. [21] regarding the presence of thin-













Figure 5.8 Time lapse images of coalescence during stage III og UDC shows presence of 
a thin film (> 8nm) at the exposed area and the subsequent film rupture. 
t = 0 ms 
1 mm 
t = 10 ms  
t = 18 ms 
t = 26 ms t = 42 ms 
t = 12 ms 




5.3 Conclusion  
The current work studied the mechanism of dropwise condensation on a smooth 
hydrophilic surface using SPRi. SPRi is a perfect tool to study thin film evolution as it can 
monitor dynamic changes of a thin film as small as 0.1 nm to 8 nm at a temporal resolution 
of 200-10,000 FPS. We studied two cases of dropwise condensation: SDC and UDC. In 
the case of SDC on a smooth hydrophilic gold surface, our studies showed no film larger 
than a monolayer form on the surface before the formation of initial droplets. Therefore, 
the droplets form on the surface at heterogeneous nucleation sites. The result confirms the 
findings of Umur and Griffith [23] fand other researchers in support of nucleation theory 
as the mechanism governing dropwise condensation. In the case of UDC where long-term 
dropwise condensation becomes unsustainable on the surface, visualization results showed 
a thin film with thickness larger than a monolayer grows between the droplets. We were 
able to detect thin-film thicker than 8 nm between the droplets during UDC. The finding 
on UDC confirms the finding of Song et al. [21] on the presence of a thin film between 
droplets during dropwise condensation of steam on a steel surface. In summary, our results 
show nucleation theory or film rupture theory cannot individually explain the mechanism 
of dropwise condensation. There is a need for a more comprehensive theory to explain the 
physics of dropwise condensation. Future work needs to quantitatively study the 
parameters affecting the growth of thin-film between droplets and the effect of thin-film 


















Dropwise condensation has been under debate for the past nine decades. There are two 
competing theories on the mechanism of dropwise condensation: film rupture and 
nucleation theories. Research on dropwise condensation over the past century has yielded 
conflicting experimental results. These conflicting results have complicated understanding 
of the mechanism of dropwise condensation [19-23]. There are several ambiguities about 
the dropwise condensation mechanism such as:  
• How do the initial droplets form on the substrate at the onset of condensation? 
• What are the factors affecting droplet growth immediately after nucleation?  
• Does a thin film exist between discrete droplets? 
• Does the area between droplets participate in the overall surface heat transfer? 
As these ambiguities are related to the existence and thickness of thin film on the substrate, 
we developed an automated super-resolution SPRi (with a lateral resolution of 4-10 µm, 
thickness resolution of 0.1-1 nm, and temporal resolution of 200-10,000 FPS) to thoroughly 
study the mechanism of dropwise condensation. In chapter 2, two methods to increase the 
temporal resolution of SPRi with IM are discussed. The temporal resolution of SPRi is 
increased up to 10,000 FPS by shortening the illumination path and broadening the 
bandpass filter from 10 FWHM to 60 FWHM. The SPRI with 10,000 FPS was used to 
record three stages – bridge formation, contact line motion, and relaxation of droplet – of 
coalescence during dropwise condensation. 
In chapter 3, the development of automated angle-scanning SPRi was discussed. The 
developed microscope can perform angle scanning at a range of 40.0 to 80.0 degrees, which 
is suitable for sensing a variety of gases and fluids. In this chapter, we experimentally and 
theoretically showed the SPR signal dependence on temperature is less than 1% when the 
temperature changes from 25 °C to 70 °C. Also, we studied the probability of noise in the 
imaging and uncertainty in measuring a thin film. Our observation of the area between 
droplets during stable dropwise condensation showed the presence of a thin film with a 
thickness of one monolayer. This finding matches with the work of Umur and Griffith [23] 
in support of nucleation theory as the mechanism of dropwise condensation. 
In chapter 4, the effect of adsorbed VOCs layer that forms on the surface during the 
dropwise condensation experiment was measured experimentally. The results indicate the 
adsorption of VOCs causes less than 30 % error in measurement of a monolayer water film 
that is observed between the droplets during the dropwise condensation on a gold-coated 
glass. 
In chapter 5, SDC and UDC have been conducted on a smooth hydrophilic surface. The 
SDC conducted at the droplet growth rate of 1 µm/s in diameter showed the droplets form 
by nucleation at the onset of droplet condensation. The result confirms the results of 
previous experimental works [23] in support of nucleation theory. The results of UDC 
indicate the presence of thin film with a thickness of 8 nm or more between droplets during 




of a thin film between droplets. This work suggests neither nucleation theory nor film 
rupture theory can explain all scenarios occurring during dropwise condensation. These 
theories can be true in special experimental conditions. However, there is a need for a more 
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